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Abstract 
Biomimetic Accommodating Intraocular 
Lens 
Thesis by 
Charles DeBoer 
Doctor of Philosophy in Electrical Engineering 
California Institute of Technology 
 
The crystalline lens allows the eye to focus on near and far objects.  During the 
aging process, it loses its ability to focus and often becomes cloudy during cataract 
formation.  At this point, traditional medical therapy replaces the lens with an artificial 
replacement lens.  Although replacement lenses for the crystalline lens have been 
implanted since 1949 for cataract surgery, none of the FDA-approved lenses mimic the 
anatomy of the natural lens.  Hence, they are not able to focus in a manner similar to the 
youthful lens.  Instead, they function in a manner similar to the aged lens and only 
provide vision at a single distance or at a very limited range of focal distances. Patients 
with the newest implants are often obliged to use reading glasses when using near vision, 
or suffer from optical aberrations, halos, or glare. Therefore, there is a need to provide 
youthful vision after lens surgery in terms of focusing ability, accurate optical power, and 
sharp focus without distortion or optical aberrations. 
This thesis presents an approach to restoring youthful vision after lens 
replacement. An intraocular lens (IOL) that can provide accurate visual acuity along with 
focusing ability is proposed. This IOL relies on the natural an
 ix  
 
the eye, and therefore is actuated in a manner identical to the natural lens.  In addition, 
the lens has the capability for adjustment during or after implantation to provide high-
acuity vision throughout life.  
The natural anatomy and physiology of the eye is described, along with lens 
replacement surgery. A lens design is proposed to address the unmet need of lens-
replacement patients. Specific care in the design is made for small surgical incisions, high 
visual acuity, adjustable acuity over years, and the ability to focus similar to the natural 
lens.  Methods to test the IOL using human donor tissue are developed based upon prior 
experiments on the ex vivo natural lens.  These tools are used to demonstrate efficacy of 
the newly developed accommodating intraocular lens.  
To further demonstrate implant feasibility, materials and processes for building 
the lens are evaluated for biocompatibility, endurance, repeatable manufacture, and 
stability. The lens biomechanics are determined after developing an artificial anatomy 
testing setup inspired by the natural anatomy of the human focusing mechanism.  Finally, 
based upon a mechanical and optical knowledge of the lens, several improved lens 
concepts are proposed and demonstrated for efficacy. 
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1 BACKGROUND 
 
 
 
 
Restoring youthful vision after lens removal is an active area of research and 
development [1-8]. Throughout life, the natural lens inside the eye ages and optical 
performance deteriorates. In humans, the lens loses its ability to dynamically change 
focal power in a process called presbyopia. Often, the lens will become opaque or cloudy 
during formation of a cataract. Currently, there are methods of replacing the natural lens 
with an optically clear lens after cataract formation. However, restoration of 
accommodation is currently an active area of research.  
This work is aimed toward finding a biomedical solution to cure presbyopia. This 
thesis will address the clinical problem of presbyopia, current therapies for lens 
replacement, and then propose and evaluate a therapeutic solution for presbyopia. The 
solution is based on replacing the aged or cataracted lens with a biomimetic lens similar 
to the youthful lens. The field of microelectromechanical systems (MEMS) is used to 
fabricate the lens because of the small sizes that can be achieved.  MEMS is especially 
well suited for a replacement human lens because of the small size of the human lens and 
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the intricacies of the device to make it surgically viable. 
Chapter 1 presents the clinical picture of presbyopia and cataracts and discusses 
current treatment options for both. Chapter 2 develops the base materials for building an 
artificial lens.  The processing techniques for a biocompatible silicone are developed.  In 
addition, the effect of process parameters on material properties is determined. The 
viscoelastic properties of the material are evaluated to ensure long-term use of the device. 
Based on these results, silicone is deemed an acceptable material for the implant.  
Chapter 3 develops a method to test the prototyped lens in ex vivo human and porcine 
tissue. A stretching apparatus is built that attaches to the natural focusing muscles of the 
eye and stretches them to simulate in vivo accommodation. This method is adapted to be 
used with an implanted MEMS biomimetic lens. The artificial lens is described in 
Chapter 4 and its performance is evaluated using the methods described in Chapter 3. 
Data from implantation in human tissue demonstrates the lens’ ability to adjust focus to 
levels that would alleviate presbyopia. Chapter 5 focuses on characterizing the 
biomechanics of the lens.  The performance characteristics of the lens in the human eye 
as well as in an artificial tissue are evaluated.  A finite element model of the lens is made 
and evaluated relative to cross-sectional imaging of the lens.  Chapter 6 presents new 
advances in the lens technology based on what was learned from Chapter 5.  Two lens 
concepts are built and tested for efficacy. 
Much of the work done in this thesis was dependent on animal tissue or human 
donations.  Animal tissue was procured from FDA slaughterhouses and no live animals 
were used in the studies. I am grateful that the eyes of these animals destined for our food 
supply could be used for the scientific purposes of alleviating presbyopia. As such I 
 3  
 
would like to acknowledge the gifts that these animals gave us to benefit humanity in 
terms of food and scientific research. 
This work is indebted to the kindness of the many human donors who gave their 
eyes as donations for others and scientific discovery. Your kindness is appreciated and 
we hope that your gift will serve others through this research.  It should be noted that the 
eyes we received were not suitable for human transplantation due to low endothelial cell 
counts. Therefore, this work did not interfere with the most important part of donation, 
giving the gift of sight to another human.  
 
1.1 Optical Characterization of the Eye 
 
To understand the process of presbyopia and cataract formation as well as their 
clinical impact, it is important to understand the basic anatomy and physiology of the 
human eye. The cornea and natural lens of the eye are responsible for focusing light onto 
the photoreceptors in the retina. The cornea acts as a fixed focal length lens and provides 
most of the optical power of the eye. The lens has less refractive power. However, it 
provides a variable focal length. This allows the eye to focus on near and far objects. 
Figure 1-1 shows the major anatomic components of the eye. Figure 1-2 shows a 
collimated light beam focused on the retina. As light passes through the eye, it first is 
focused by the cornea, which has a refractive index of 1.376 and an external radius of 
curvature of 7.8 mm [9]. After passing through the cornea, the light path traverses 
aqueous humor in the anterior chamber of the eye, which has an index of refraction of 
1.336 and then passes through the lens. The Le Grand schematic eye model is shown in 
Table 1.  The total power of the cornea in this model is 48.3 D while the lens itself 
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contributes 21.8 D of the total eye power.  The high power of the cornea is due to the 
large difference in refractive indices when the light travels from air (n=1) to the cornea. 
Although the lens contributes less to the total refractive power of the eye, it provides the 
ability to adjust, allowing humans to focus on near and far objects. 
The lens is contained within a lens capsule and has a gradient index. This gradient 
index accounts for the higher power observed from the lens than would be predicted from 
a uniform index. When the lens is modeled as having a uniform index of refraction, it is 
given a value of 1.42. However, in the actual lens, the maximum index of refraction is 
1.406 in the center of the lens, and 1.386 in the cortex of the lens (Figure 1-3). Therefore, 
the gradient index provides a substantial amount of power to the lens.  
 
Figure 1-1. Anatomy of the human eye 
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Figure 1-2. Light path passing through cornea, to aqueous humor, through the lens, and 
being focused on the retina 
 
Table 1. Le Grand model of eye [9] 
 Refractive 
Index (n) 
Radius of 
Curvature 
(mm) 
Surface Power 
(Diopters) 
Total Power 
(Diopters) 
Cornea Anterior 
Surface 
1.3771 7.8 48.346 42.356 
Cornea Posterior 
Surface 
1.3771 6.5 -6.108 
Lens Anterior 
Surface 
1.42 10.2 8.098 21.779 
Lens Posterior 
Surface 
1.42 -6.0 14.000 
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Figure 1-3. Diagram of the gradient index of natural lens [10]. Isoindicial lines of the lens 
are marked. 
 
After passing through the lens, light travels through the vitreous humor, which has 
an index of refraction of 1.336 and is focused onto the retina, which contains the 
photoreceptors. The macula is 5.5 mm in diameter, located along the optical axis of the 
eye, and is responsible for high-acuity vision. The area of highest visual acuity in the 
macula is called the fovea and is slightly off center from the optical axis of the eye. 
However, when fixing on an object, the image is projected onto the center of the fovea. 
The fovea is 1.5 mm in diameter, which accounts for approximately 5 degrees of vision. 
In order for the eye to focus, the natural lens needs to change shape through a 
mechanical interaction with the ciliary muscle. The lens is surrounded by a lens capsule, 
which is attached to the ciliary body via zonules extending from the periphery of the 
capsule (Figure 1-4). Changes in the ciliary muscle cause the lens to relax or to be pulled 
taut in the elastic capsule. This causes changes in the anterior and posterior radii of 
curvature, allowing the eye to focus.  
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Figure 1-4. Closeup of ciliary muscle, iris, and lens 
 
The ciliary body consists of three sections. The anterior section is known as the 
pars plicata and consists of 70 ciliary processes. The ciliary processes consist of 
vascularized stromal cores surrounded by an inner pigmented layer of epithelium and an 
outer nonpigmented layer of epithelium. The nonpigmented layer of epithelium secretes 
aqueous into the eye. The middle section of the ciliary body is the pars plana and is 
composed of pigmented epithelial cells and is continuous with the retinal pigmented 
epithelieum. The nonpigmented cells on the exterior of the pars plana secrete 
mucopolysaccharide, a component of the vitreous. Adjacent to the pars plicata, is the 
ciliary muscle. This consists of three layers of smooth muscle. The majority of the ciliary 
muscle is an outer longitudinal layer that attaches to the scleral spur. The radial and 
circular muscle fibers are located adjacent to the longitudinal fibers [11].  
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The ciliary muscle acts in unison and is primarily innervated by the 
parasympathetic nervous system. Contraction of these fibers acts to move the lens 
forward and release tension on the zonules. Consequently, the lens rounds up, causing an 
increase in focal power known as accommodation. 
The iris is located between the lens and the back of the cornea. It acts as an 
aperture to regulate the amount of light entering the eye known as the pupil. As the pupil 
becomes smaller, this acts to increase depth of field of the eye, which can bring 
previously blurry objects into focus.  
The iris has an irregular and folded anterior surface, with melanocytes. The number 
and degree of melanin granules in the stromal melanocytes cause eye color. The posterior 
surface of the iris is smooth, and consists of pigmented cells to absorb incident light. The 
iris has two opposing muscles, which act to open and close the pupil. One smooth muscle 
layer forms dilator muscles, which are radially oriented (Figure 1-4) and cause the pupil 
to expand (mydriasis). They are innervated by the sympathetic nervous system. The other 
smooth muscle forms the circumferential pupillary sphincter, which is innervated by 
parasympathetic nerves from the third cranial nucleus and causes the pupil to constrict 
(miosis). Upon sympathetic stimulation, the radially oriented dilator muscles contract, 
causing the pupil to increase in diameter. Upon parasympathetic stimulation, the 
circumferential pupillary sphincter muscles contract, reducing the diameter of the pupil.  
 
1.2 Accommodation Reflex 
 
The accommodation reflex refers to the ability to increase the optical power of the 
eye by focusing from far to near. It consists of convergence of both eyes, pupillary 
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constriction, and contraction of the ciliary muscle. Convergence of the eyes is caused by 
extraocular muscles and is necessary to avoid diplopia. The pupil contracts, which causes 
an increased depth of field. The ciliary muscle contracts and allows the lens to round up 
and increase optical power.   
  As shown in Figure 1-5, the neural signal for accommodation consists of afferent 
signals from the retinal ganglion cells traveling through the optic nerve and synapsing on 
the lateral geniculate nucleus. The association limb of the reflex consists of cells from the 
lateral geniculate nucleus, which synapse with cells on the primary visual cortex, which 
then synapse with the visual association cortex and connections with the pretectal area. 
The efferent signal comes bilaterally from the occulomotor nucleus, which causes 
contraction of the medial rectus muscles. This leads to an inward tilt of the eye and 
convergence. Efferent signals from the accessory occulomotor nucleus then synapse on 
cells from the ciliary ganglion, which then provide parasympathetic stimulation to the 
ciliary body and the constrictor pupillae. 
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Figure 1-5. Neural accommodation reflex.  Note only one side of the efferent signal is 
shown for clarity. 
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Figure 1-6. Accommodation mechanism 
 
The focusing mechanism of the eye consists of a ciliary muscle attached to a 
series of zonular fibers, which connect the muscle to the lens capsule, a thin membrane 
that surrounds the lens. According to Helmholtz theory of accommodation, at rest the 
ciliary muscle is relaxed and the zonules maintain a constant tension on the lens capsule 
(Figure 1-6). The lens capsule transmits the force to the lens, flattening it [12]. This 
corresponds to a lower optical power. When the ciliary muscle contracts, it moves 
anteriorly and reduces its diameter, which releases tension on the lens capsule and lens. 
When tension is released on the lens capsule, it is able to mold the lens into a more 
spherical shape, causing focal power of the lens to increase [13], [14]. For a five-diopter 
accommodation the lens thickness increases 300 µm, the middle of the lens moves 100 
µm anteriorly, the anterior surface moves towards the cornea 500 µm, and the posterior 
surface moves back towards the retina 50 µm [8]. During accommodation, the anterior 
surface of the lens changes more than the posterior surface. Dubbelman found the 
anterior radius of curvature of the lens changed -0.62 mm/D while the posterior radius of 
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curvature changed -0.13 mm/D [13]. Therefore, although both surfaces contribute to the 
accommodation of the lens, the anterior surface has larger changes in radius of curvature. 
 
1.3 Pathology of the Eye: Presbyopia 
 
Naturally, the human lens loses focusing ability with age in a process known as 
presbyopia. This is noticed in the fourth decade of life when eyestrain occurs during close 
visual acuity tasks, such as reading. Although subjectively, this often appears to be an 
abrupt event, the ability to focus is actually lost continually throughout life [9, 15, 16]. 
Presbyopia was quantified by Duane in 1912 with the push-up technique [15]. This 
technique consists of asking patients when a visual target becomes blurry as it is brought 
closer to the eye. Based on his work and subsequent work, a model for age-related 
accommodation has been made. A graph is shown Figure 1-7. 
 
Figure 1-7. Accommodative amplitude versus age [17] 
 
The mechanism of presbyopia is still actively being researched. There are three 
major theories of presbyopia: lenticular, geometric, and extralenticular.  
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Lenticular theory describes presbyopia as due to a progressive stiffening of the 
natural lens with age [18-20]. This theory states that the lens is less able to change shape 
under the forces applied by the ciliary muscle, and hence accommodation ability is 
reduced and eventually eliminated. This theory started with work by Fisher, who studied 
in vitro lenses and their ability to deform under external forces. By spinning the lens and 
measuring deformation he was able to show an age-related decrease in deformation, 
which he correlated to an increase in lens hardness. Later, Glasser developed a method to 
remove the focusing mechanism of a cadaver eye and apply external forces to the ciliary 
muscles to apply ex vivo accommodation, and measure the change in focal length of the 
lens.  This work demonstrated an age-related decline in accommodation that coincided 
with clinical data taken by Duane (Figure 1-7). The data from Fisher correlates a decrease 
in ability of the lens to deform with age. In addition, Glasser demonstrates that even if 
there is sufficient force applied for the lens by the ciliary muscle and zonules to 
accommodate, it can no longer change focus. This points to a central pathology in the 
lens itself.  Other lens stretching techniques and refinements have been developed that 
find similar decreases in accommodation amplitude with age and increased forces to 
deform the lens [21]. In addition to these studies, the basic mechanical properties of the 
isolated lens have been studied to demonstrate an increase in stiffness with age.  These 
studies have shown an increase in lens stiffness with age using sectioned lenses [22, 23] 
as well as measurement on the intact isolated lens [24]. 
The geometric theories of accommodation describe a change in the geometric 
positioning of the lens and zonules. These theories are based on the fact that the lens 
continuously grows throughout life [16, 25-27]. As it becomes larger, the positioning of 
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the lens relative to the ciliary muscle changes. Although zonular tension increases, there 
is a decreased force in the radial direction.  This geometric change makes the ciliary 
muscle ineffective at deforming the lens [28]. Therefore the focusing mechanism is 
unable to appropriately change the shape of the lens. Data from experiments on lens 
volume illustrate this theory. For example, Burd shows prior data demonstrating lens 
volume increasing from approximately 140 mm3 at an age of 10 to 210 mm3 at an age of 
55 [29]. 
Extralenticular theories of presbyopia include reduction of ciliary muscle 
movement, which has been shown with MRI to occur as a part of aging. However, this 
reduction has been shown to occur after the age of 60, while accommodative amplitude 
decreases throughout life. In addition, even at age, a significant movement of the ciliary 
muscle has still been shown in these cases [30]. 
 
1.4 Pathology of the Eye: Cataract 
 
Cataracts are characterized by a clouding of the natural lens, which lead to a 
progressive deterioration of vision. A cataract is medically treated by removing the 
cataracted lens and replacing it with an intraocular lens (IOL). Most commonly cataracts 
occur as an age-related process, with over 91% of the population having them at the age 
between 75-85 years [31]. Other causes can be from environmental exposures such as uv 
light, trauma, congenital, or related to other systemic diseases such as diabetes. 
Cataracts are classified into several subtypes. Nuclear sclerotic cataracts are the 
most common type, and are considered a normal part of aging. The nucleus becomes 
dense, while the lens becomes brunescent. This can cause the iris to be displaced 
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anteriorly, potentially causing angle closure glaucoma. At advanced stages, the middle 
cortical layer of the lens may liquefy and the nucleus falls to the bottom of the capsular 
bag.  
Posterior subcapsular cataracts are commonly in patients with diabetes, patients 
on steroids, or patients with a history of chronic ocular inflammation. Clinically scattered 
areas of opacity are seen in the lens.  
Congenital cataracts often require lens replacement early in life. They have many 
causes, including congenital infection, retinoblastoma, and galactosemia (deficiency in 
enzymes breaking down galactose).  
Cataracts can form at any age after injury to the eye. In many cases there is 
damage to the zonules, which could compromise the action of an accommodating 
intraocular lens.  
Diabetic cataracts are due to high glucose levels, which cause a buildup of 
soribtol in the lens. This causes the lens to swell from an osmotic gradient. Eventually, a 
cataract is formed.  Interestingly, aldose reductase inhibitors, which prevent glucose from 
being converted to sorbitol, are being evaluated as topical eye drops to prevent cataract 
formation in diabetic patients [32]. 
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1.5 Lens Replacement 
 
Lens replacement surgery, also generally known as cataract surgery, occurs most 
commonly after formation of a cataract. Cataract surgery is typically an outpatient 
procedure [31, 33]. Lens removal is most often performed using ultrasonic emulsification 
with a surgical handpiece known as phacoemulsification. The procedure begins with eye 
drops to dilate the pupil (mydriasis) and a sedative. A retrobulbar block is used to 
eliminate sensation and motion of the eyes. Next, the eye and skin around eye are 
cleansed and a sterile covering around the eye and head is placed. Then, a small incision 
is made through the cornea into the anterior chamber. This incision is normally 3 mm or 
smaller because smaller incisions help healing and prevent postoperative astigmatism. 
Viscoelastic is injected into the anterior chamber of the eye to stabilize the chamber. 
Next, the natural lens is exposed to allow it to be removed from the lens capsule 
by tearing a circular hole in the anterior lens capsule. This procedure is known as a 
capsulotomy or capsulorhexis [34]. The size and shape of the capsulorhexis is important 
for placing the IOL. If the hole is irregular or too large, the IOL will be difficult to place 
accurately.  
At this point, the surgeon breaks the lens free from the lens capsule using 
hydrodissection, removing any adhesions between the two. Then ultrasonic power is used 
to break up lens and aspirate fragments in a procedure known as phacoemulsification. 
During this process, first the nucleus of the lens is removed, followed by the cortex. The 
cortex of the lens may adhere to the surrounding lens capsule. If it is not removed, lens 
epithelial cells can proliferate after the procedure and cause posterior capsule 
opacification. In addition, during the phacoemulsification, the surgeon needs to be careful 
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to avoid damage to the posterior capsule, which would remove support for the IOL 
placement and may allow lens fragments to fall into the posterior chamber of the eye.  
Then, the intraocular lens is injected into the capsule. The intraocular lens is then 
placed into the eye with a lens injector. IOLs are held in place by several haptics that 
press against the equatorial regions of the lens capsule. Once the lens is positioned, it is 
cleaned from any residual viscoelastic. The corneal wound is closed, usually without 
suturing. The patient is left with a protective eye shield, which is worn while sleeping for 
one week post-surgery.  
The most common complication from cataract surgery is posterior capsular 
opacification (PCO) [35]. In addition, it is the most common reason for loss of vision 
after cataract surgery [36]. After removal of the natural lens, the surgeon attempts to 
remove all remaining lens epithelial cells in the periphery of the lens capsule. However, 
this is often technically difficult if not impossible. Therefore, if residual lens epithelial 
cells remain, they undergo a myofibroblastic or fibroblastic-like change and migrate to 
the posterior surface of the capsule. This causes the posterior capsular bag to opacify 
[37]. To alleviate this condition, the posterior capsule can be removed after surgery by 
use of a neodymium-doped yttrium aluminum garnet (Nd:YAG) laser operating at 1064 
nm.  
 
1.6 Current Intraocular Lens Technology 
 
There are several types of intraocular lenses currently being developed or used. 
The most common IOLs are monofocal lenses, which provide a single focal length and 
no accommodation ability. Multifocal lenses provide simultaneous near and far vision, 
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increasing depth of field. Accommodating IOLs have a variable focus and can be 
categorized into vaulting lenses, dual-optic IOLs, and flexible lenses. Vaulting lenses 
consist of a single lens that moves anteriorly and posteriorly due to motion of the ciliary 
muscle. Dual-optic IOLs consist of two optics which change position relative to each 
other due to motion of the ciliary muscle. Flexible lenses use the ciliary muscle and lens 
capsule to exert a shape change on the optics.  
Table 1-2 shows the different technologies of intraocular lenses. 
Monofocal IOLs have been used in ophthalmology since 1949 [38]. Since then, 
the technology has evolved and there are many types of IOLs available on the market 
today. The first IOLs were made of PMMA, a rigid plastic material. These lenses were 
nonfoldable, requiring a large surgical incision. This type of incision was approximately 
5-7mm, and as a result, sutures were used to close the wound. 
Foldable monofocal IOLs are made of flexible materials. This allows the lens to 
be folded or compressed before insertion into the eye. Two surgical techniques are used 
to insert this type of IOL. Special forceps may be used or an inserter that folds and rolls 
the IOL for delivery into the capsule. When the foldable lens is placed in position, it 
opens up and retains its original configuration. Foldable IOLs allow a small incision for 
implantation. This is advantageous for several reasons including safety, less trauma to the 
eye, and less postoperative astigmatism. Foldable IOLs are made of materials including 
silicones and acrylics. These materials have shown superior safety and biocompatibility 
as an implantable material.  
Monofocal lenses can provide excellent visual acuity, and the insertion of them is 
standard. It is routine for surgeons to determine accurate base power and good refractive 
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outcomes are typical. To correct for astigmatism, toric IOL designs were made. This type 
of IOL has an axis, which must be aligned to match the axis of the patient’s astigmatism. 
The lens must be in proper alignment for the patient to have clear vision. In order to 
maintain proper alignment, this type of IOL has a plate haptic IOL design, with four pod 
anchors. This placement design prevents lens rotation from occurring when the capsule 
contracts or expands. 
Currently most monofocal intraocular lenses have a square edge on the posterior 
surface that interacts with the posterior lens capsule. This is to cause an angular 
discontinuity in the lens capsule, which is thought to prevent or reduce lens epithelial 
cells from crossing from the periphery of the lens to the center [39] [40]. Therefore, this 
is used to reduce the postoperative incidence of PCO. 
Table 1-2. Current intraocular lens technology 
 Monofocal Multifocal Vaulting Dual-optic 
[41] [42] 
Flexible 
Lens 
[43] 
Accommodation No No 1-2 D 2-3 D  > 2 D 
Visual Acuity Excellent Halos, 
Glare, MTF 
low 
Unknown Unknown Unknown 
Incision Size 2-3 mm 2-3 mm 2-3 mm 
possible 
~ 3.8 mm Varies 
Adjustable after 
Implantation 
N N N N N 
FDA 
Approved? 
Y Y Y Phase III N 
 
To provide patients with depth of focus, the multifocal lens was developed and 
FDA approved. Multifocal lenses contain two or more separate foci. Therefore, both an in 
focus and out of focus image are projected on the retina simultaneously. The brain 
separates the in focus image from the out of focus image. Therefore, it is possible to have 
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both near and far vision. A greater degree of spectacle independence has been seen with 
multifocal lenses than traditional monofocal lenses. However, there is a decrease in 
contrast sensitivity [44] and users often report having flare, halos and glare [45].  
To leverage the optical quality of a monofocal lens and provide a limited amount 
of accommodation, vaulting type intraocular lenses were designed [46-48]. These move 
in the anterior and posterior direction with the motion of the ciliary muscle. This motion 
causes a slight amount of accommodation. Typically this is from 0 to 2 diopters. Like a 
monofocal lens, they can be inserted through small incisions. In addition, they retain the 
optical quality of a single lens. 
The dual-optic design was made to provide higher levels of accommodation than 
the vaulting type lens [49] [50]. The most prominent of these designs is the Synchrony 
Lens, which is a dual-optic silicone accommodative IOL. It has two lenses that are 
separated by a spring-activated mechanism. The anterior lens is a +32 diopter optic and 
the posterior optic is a variable negative lens with an optical power that depends on the 
required power of the patient for emmetropia.  Motion of the ciliary muscle causes the 
distance between the two lenses to change and provides accommodation. However, there 
are a few disadvantages with this design. The Synchrony lens is large, requiring a large 
surgical incision for implantation. This has the potential to result in postoperative 
astigmatism and reduced visual acuity. Also, base power is not adjustable after 
implantation. Other concerns include biocompatibility and lens integrity over time, such 
as the issue with development of opacification between the two optics [51]. The 
Synchrony Lens is currently under FDA review.  
Flexible lens IOLs have a surface that changes curvature in response to motion of 
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the ciliary muscle. Therefore, these have the potential to provide high levels of 
accommodation. Several groups have used a fluid inside a lens to change the shape of the 
lens [52]. These lenses often require a large surgical incision to be placed.  
Another approach taken is to refill the natural lens capsule with uncured polymers 
that eventually cure. Delivery of the polymers can be inserted directly into the lens 
capsule [53-57] or into an endocapsular balloon, which sits inside the lens capsule. 
However, for the endocapsular balloon approach, a filling tube was used, making the 
surgical approach complex [58, 59]. 
In all these approaches, base power of the lens is not adjustable after implantation. 
Therefore, if base power is not correct, a secondary vision correction may be required.  
Although currently obtaining correct base power in a monofocal intraocular lens is 
routine, correct base power with an accommodating intraocular lens is inherently more 
difficult. This is because an accommodating intraocular lens requires a large optical 
power adjustment from a small motion of the ciliary muscle. Not only does the correct 
refractive power need to be determined, but the fit of the lens relative to the specific 
geometry of the ciliary muscle, zonules, and lens capsule complex needs to be defined as 
well [49]. 
 
1.7 Conclusion 
 
To cure presbyopia, lens replacement is a viable option. Presbyopia research has 
indicated that the ciliary muscle continues to contract throughout life. In addition, there is 
substantial evidence that changes in the lens are a significant factor for a loss in ability to 
focus. Therefore, a replacement lens that interacts with the ciliary muscle through the 
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lens capsule would be expected to perform in a manner similar to the youthful human 
lens.  
Current work on most accommodating intraocular lenses has not been FDA 
approved, and therefore, little data is available regarding optical quality, percent of 
patients who have emmetropia after placement of the lens, and clinical accommodation 
levels. Emmetropia refers to the ability to focus sharply on an object at far distances. In 
addition, many of these designs require large surgical incisions, which may cause 
postoperative astigmatism and worse wound healing. Many of the current designs do not 
have the ability to adjust base power to correct for emmetropia after the surgery.  
Because accurate base power, sufficient accommodating amplitudes, small 
surgical incision, and optical clarity are inherently difficult to achieve with any of the 
existing accommodating or multifocal IOLs, there is a need for a new IOL design to 
alleviate presbyopia.  
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2 SILICONE AS A BIOMATERIAL 
 
 
 
 
2.1 Introduction 
 
Silicones are used as a biomaterial based on their flexibility, elongation, and 
proven biocompatibility. They consist of a repeating Si-O backbone and two organic 
groups, covalently bonded to the Si group. Polydimethyl siloxane, PDMS, is a common 
silicone and has two methyl groups covalently bonded to the silicon atom (Figure 2-1).  
 
Figure 2-1. PDMS molecule 
 
Many of the material properties of silicone, including flexibility, are largely due 
to the Si-O backbone. The length of a Si-O bond is long at 1.64 angstroms, which results 
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in low steric interference. In addition, the angle of the Si-O-Si bond is 147 degrees, which 
allows rotation around the bond and gives the molecule flexibility [60]. Because the 
atoms are free to move, silicone has a low glass transition temperature. However, the 
chain flexibility and low intermolecular forces of silicone also make it permeable to gases 
and some liquids.  
 
2.2 Crosslinking Silicone Elastomers 
 
To form an elastomer, the linear siloxanes have to be crosslinked together to form 
a covalently bonded network. Crosslinking occurs when there are functional silanes in the 
polymer, which allow neighboring polymers to react with each other.  
Commonly silicones are crosslinked with a variety of methods. These include 
using a moisture cure at room temperature. For example, acetoxysilane is converted to 
acetic acid in the presence of humidity, which acts as a catalyst, allowing hydroxyl 
terminated siloxanes to react with silanes. Heat activated radical cure (HTV) silicones use 
alkyl peroxides as catalysts. These react with the hydrogen in methyl groups or with a 
vinyl group in the siloxane to form crosslinking [61]. 
Biomedical silicones often use an addition cure with a transition metal catalyst, 
such as platinum. This is because these addition cure systems do not produce by-products 
after curing. Typically, one part contains a silicone hydride, while the other contains a 
silicon-vinyl group. The catalyst is present in one of the parts and when mixed together, 
the reaction occurs at low temperatures. A diagram of this process is shown in Figure 2-2. 
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Figure 2-2. Platinum-catalyzed crosslinking reaction 
 
For platinum-catalyzed addition cure the amount of crosslinking is related to the 
amount of curing as well as the number of vinyl groups and hydride groups which are 
available to crosslink. When there is an excess of vinyl groups and curing is complete, 
then the crosslink density will be determined by the amount of hydride groups. Likewise, 
if there is an excess of hydride groups, the number of vinyl groups will determine the 
crosslinking amount. The highest crosslinking density occurs when the hydride and vinyl 
groups are stoichiometrically matched. 
During the curing process, linear PDMS strands are initially not crosslinked, and 
form a viscous fluid. Then as crosslinking occurs, the strands become intertwined and 
viscosity increases. Finally the process of gelation occurs as the viscosity approaches 
infinity and an elastic solid is formed.  The modulus of elasticity of the solid is related to 
the crosslink density, which higher crosslinking corresponding to a higher modulus.  
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2.3 Resins and Fillers 
 
In addition to a crosslinked siloxane backbone, silicone elastomers often also 
contain reinforcing fillers, extending fillers, curing agents, pigments, and processing aids. 
Fillers are used to increase mechanical strength and increase hardness as well as alter 
electrical properties, and alter silicone tackiness.   
Fume silica is used to reinforce the mechanical properties of many silicones [62-
64]. For example, it can be used to increase the modulus of elasticity, wear resistance, 
tear resistance, and surface hardness of the elastomer. Fumed silica is amorphous and 
small particles fuse in the semimolten state to form aggregates, which are intertwined, 
hydrogen bonded, or covalently bonded to the PDMS chains. This crosslinking or 
bonding causes an increase in strength of the elastomer. In addition, the molecular 
interactions between the silica filler and the PDMS backbone affect the mobility of the 
molecules and crystallization behavior. 
 
2.4 Biocompatibility 
 
Silicone has been a proven material for biomedical implants. Silicone has been 
used for biomedical applications and implants throughout the human body. Applications 
include maxillofacial implants, contact lenses, intraocular lenses, toe joints, hip implants, 
breast implants, and tracheal stents [65, 66]. In addition, silicone has been used for 
transdermal drug delivery. Its toleration in the body is due to its hydrophobic nature as 
well as its mechanical properties, including flexibility and elongation.  
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Biocompatibility of silicone can be affected by side groups on the backbone as 
well as residual molecules from processing, including catalysts and by-products from the 
reaction. Often processes such as extraction are performed on the implant to remove 
impurities from the silicone to ensure biocompatibility.  
 
2.5 Implant Stability in the Body 
 
The body environment affects implants in several ways. First, the body often 
mounts an immune response, known as the foreign body reaction. Second, the implant 
must operate at the temperature and mechanical loading conditions associated with a 
living organism. Finally, the implant must be stable to reactions that occur from the 
immune system and bodily environment. 
The body reacts to an implant and forms a foreign body reaction. This begins with 
an immune response from the surrounding macrophages and T-cells. During this 
response, macrophages often coalesce and become giant cells. In the later stages of the 
foreign body reaction, a fibrous capsule is formed around the implant, walling it off from 
surrounding tissue. The amount of foreign body reaction depends on the tissue / location 
in the body, the biocompatibility of the material used, and the surface roughness of the 
implant.  
Once implanted, the device must operate at the internal temperature (37 ºC) and 
tolerate the body’s mechanical loading. For example, prosthetic joints are cycled through 
strains as the joint moves and pacemakers need to move as the heart beats.  
Because the body is a physiological environment, the implant will come into 
contact with enzymes, oxidizing agents, proteins, and other physiologic molecules. 
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Oxidizing agents and enzymes are secreted by immune cells such as macrophages. These 
reactions often degrade aromatic rings, alcohols, ethers, and phenols [60]. However, 
silicone is relatively stable against oxidation in the body. Proteins from the local 
environment or the immune system may adhere to the implant. In addition, calcium may 
deposit on the surface and form a plaque around the implant. This has been shown to 
happen in many implants including silicone breast implants. 
 
2.6 Diffusion of Silicone Oil and Extraction 
 
Low-molecular-weight silicone oils can diffuse through silicone implants if they 
are not crosslinked to surrounding molecules. Most notably, diffusion of low-molecular-
weight silicone oil (especially D4–D8) through the shells of breast implants caused a 
series of implant recalls. To prevent this, later generation implants used a permeation 
barrier made of fluorosilicone to prevent diffusion. This design relies on the low surface 
energy of the fluorosilicone to prevent diffusion of low-molecular-weight silicone 
ogliomers. Clinically, fluorosilicone-coated breast implants have demonstrated better 
biocompatibility, less of a foreign body reaction, and less silicone bleed than traditional 
implants. 
Low-molecular-weight silicone oils arise inside the PDMS matrix from 
uncrosslinked remnant cyclic siloxane ogliomers. These unreactive species cannot not 
cross link with surrounding silicone molecules and remain trapped within the silicone 
matrix. Consequently, they slowly released from the silicone matrix, especially if the 
crosslinking distances of the PDMS molecules increase due to swelling of the silicone. 
Swelling may occur from uptake of phospholipids into the silicone matrix. For silicone 
 29  
 
intraocular lenses, low weight molecules are removed in an extraction step as part of the 
device manufacturing to prevent leeching. 
 
2.7 Silicone Base Material: NuSil MED4-4210 
 
The base silicone used for building the accommodating intraocular lens is chosen 
based on its biocompatibility, its modulus of elasticity, optical clarity, viscosity, and 
elongation. A USP class VI material is required for an implantable device, therefore only 
these materials were examined for use in the implant. The cured modulus of elasticity is 
chosen to be similar to the existing lens capsule (1 MPa) [29]. In addition, because the 
device is a lens, the silicone must have good optical transparency in the thicknesses used 
for the lens. Finally, the manufacturing process dictates a spin coat of the material, 
followed by a temperature cure. This requires a low enough viscosity to allow a thin 30 
µm coating at normal spin coating speeds (up to 10 k rpm), but a high enough viscosity 
so that the silicone is retained to the side of the mold for a period of at least 15 minutes 
after spin coating. Elongation is dictated by the material’s ability to flex during 
accommodation as well as its ability to be injected into the eye through a delivery device 
smaller than 2 mm in diameter. Therefore, ultimate elongations of over 100% were 
considered to have an adequate magnitude of safety. 
Based upon these requirements, NuSil MED4-4210 was chosen. This is a USP VI 
silica reinforced silicone with an accessible Master Access File with the U.S. Food and 
Drug Administration. Cytotoxicity results, in vitro hemolysis, USP and ISO systemic 
toxicity extract, ISO intracutaneous study extract, ISO muscle implantation studies, 
genotoxicity, USP pyrogen studies, and maximization sensitization studies conducted for 
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the FDA are located in APPENDIX A: Biological Testing Data, MED4-4210. A full 
spectrum of tests conducted on the material, for which safety files are available is located 
in APPENDIX B: Index of Silicone Elastomer Testing, MED4-4210. 
The modulus of elasticity is 1.3 MPa, which is similar to the lens capsule. The 
base viscosity of part A is 90 k cP and part B 5 k cP with a 10:1 mixed viscosity of 
82,000 cP [67] which has been experimentally determined to provide a uniformly thick 
device. In addition, the work time of the silicone is 2.5 hours, which gives adequate time 
to mix, de-gas, spin coat, and then cure onto the device. The ultimate elongation of the 
device is tabulated at 450%, well above the required elongation of the device.   
 
2.8 Experimental 
 
Material properties of MED4-4210 were measured to evaluate suitability as an 
accommodating intraocular lens implant. The glass transition temperature was measured 
to ensure it was low compared with body temperature. The curing schedule of the 
silicone was determined by evaluating modulus of elasticity versus cure time and 
temperature. Repeatability of hand mixing was evaluated to estimate deviation in the 
mechanical properties base on manufacturing. In addition, the effect of part A to part B 
was evaluated by monitoring modulus of elasticity as the part A and part B ratios were 
changed. Creep and stress relaxation testing was completed to demonstrate the material is 
suitable for repeated load situations. Finally, the diffusion characteristics of silicone oil 
relative to the silicone were measured. 
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2.9 Glass Transition Temperature 
 
Amorphous polymers exhibit different material properties at room temperature. 
Some, like polystyrene are hard and brittle, while others, like silicone, are rubbery and 
elastic. The difference between these two materials has to do with the glass transition 
temperature of the two materials. Below the glass transition temperature, Tg, amorphous 
polymers are in a glassy state, while above Tg, the material is in a rubbery state. The Tg of 
polystyrene is above room temperature, so it acts as a glass, while the Tg of silicone is 
well below room temperature, allowing it to act as a rubber. It should be noted that the Tg 
is not a change in state, but a transition. Therefore, the change between glassy and 
rubbery is not abrupt and there is a transition region between the two states.  
The concept of free volume is useful to understand the glass transition 
temperature. The free volume is defined as the unoccupied space in a polymer, which is 
due to disordered chains and inefficient packaging of chains [68]. At temperatures above 
Tg both free volume and molecular motion increase with temperature. In this rubbery 
regime coordinated segmental motion of the polymer leads to the polymer’s flexibility, 
reduced Young’s modulus, and flow. Segments of molecules can jump leading to 
polymer flexibility, the uncoiling of molecules leads to elasticity, and translation of entire 
molecules leads to flow. The increased mobility of the polymer leads to a reduced 
Young’s modulus. As temperature is cooled, eventually, the polymer chains are 
immobilized and coordinated segmental motion is no longer possible. This point is the 
glass transition temperature. As temperature is further decreased, there is no room for 
additional decrease in free volume, and it remains constant. Due to limited motion of the 
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polymer chains the material exhibits rigidity, an increased Young’s modulus, and 
brittleness. 
Above Tg a melting point is reached in some polymers. In this phase transition, 
there is large-scale slippage between molecules allowing them to flow across one 
another.  
Figure 2-3 demonstrates the modulus of elasticity of a material as temperature is 
increased. In the glassy regime, the Young’s modulus is high. As the glass transition 
temperature is reached, there is a sharp decrease of the modulus of elasticity, which 
occurs throughout the glass transition region. Finally, there is a rubbery region above the 
glass transition region.  
 
 
 
Figure 2-3. Glass transition temperature diagram 
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2.10 Dynamic Mechanical Analysis 
 
To measure the glass transition temperature, a dynamic mechanical analysis 
(DMA) machine was used. The principle of the machine is to provide a sinusoidal stress 
on the sample and monitor the resulting strain on the sample. Strain in phase with the 
stress is due to elastic behavior of the material, while strain out of phase is due to a 
viscous behavior of the sample. By monitoring the in phase and out of phase strain as 
temperature is ramped, it is possible to determine how the material is changing with 
temperature and therefore determine glass transition temperature. 
To understand this mathematically, the stress applied by the machine is given as 
 !(!) =   !! sin(!") 
 
where ! is stress applied as a function of time, !! is the amplitude of stress applied, ! is 
the oscillation frequency, and t is time. For a material that exhibits Hookean 
characteristics, the resulting strain, ε, will be in phase with the stress and is expressed as 
 ! ! =   !  !! sin(!") =    !! sin(!") 
 
where E is the Young’s modulus of the material and !!, the amplitude of strain, is equal 
to !  !!. However, if the material is purely viscous, then the stress is proportional to the 
strain rate and can be written as ! ! = !"!! sin(!" + !2  ) 
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where ! is the viscosity of the material. Note that this term is out of phase with the term 
corresponding to the Hookean material. 
The DMA machine records the input stress and output strain along with the phase 
lag, δ, between the two signals. Using trigonometry, the resulting strain measured from 
the machine can be expressed as a combination of the viscous and Hookean terms 
 ! ! = !! !"#$   sin(!" +   !"#$  cos  (!")] 
 
Based on this equation, the in phase, ε’, and out of phase, ε’’, amplitude of strain can be 
expressed as !! =    !!!"#$ !!! =    !!!"#$ 
or expressed as a complex number 
 !∗ =    !! +   !!!!   
 
The in phase term can be viewed as the storage term, while the complex term is viewed 
as the loss term of the strain. Likewise, the storage modulus, E’, and loss modulus, E’’, 
can be calculated from ε’ and ε’’. The tangent of δ, Tan δ, represents how well the 
material returns energy (i.e., the ratio of the storage modulus to the loss modulus) and is 
often used to determine the glass transition temperature of the material. At the glass 
transition temperature, there is a peak seen in Tan δ that is often used to identify the glass 
transition temperature. 
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From the discussion there are a number of important things to note. First, Tan δ is 
independent of sample geometry, which prevents small variation in sample dimensions 
from affecting the measurements of glass transition temperature of samples. Secondly, 
although storage modulus measures the elasticity of a sample, it is not the same as 
Young’s modulus measured with a stress strain curve. This is because Young’s modulus 
is nominally calculated over a range of stresses and strains while E’ comes from a single 
point on the line, often at small displacement. In addition, the testing parameters are 
different, with the DMA test being done in oscillation while the stress/strain curve is 
tested by applying a constant stretch to the material [69]. 
From DMA experiments, Tg can be reported several different ways including the 
onset or peak of the Tan δ curve, or drop in the storage modulus curve. In addition, Tg 
can be measured with different machines. Differences in the way Tg is reported as well as 
differing measurement techniques lead to differing measured values of Tg. 
For example, measurements of Tg using differential scanning calorimetry (DSC) 
will differ from Tg measurements using DMA. In addition, scanning at different 
oscillation frequencies in a DMA will also change the values. Therefore, to compare 
measurements of Tg, the experiments should use identical methods of reporting Tg as well 
as identical measurement techniques. For frequency measurement in specific, it is ideal to 
measure the sample at its predicted operating value. However, this is often difficult to do, 
and often a frequency of 1 Hz is used to estimate a static case. Practically this has been 
shown to be a good estimate [69]. 
Although it may seem surprising that Tg value changes with measurement 
technique, it makes sense when glass transition temperature is considered. Glass 
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transition temperature is a range of behavior that is assigned a single temperature. 
Therefore, the measurement technique sets a point in that temperature range to 
characterize it. These points inside the region differ based upon what criteria are used to 
classify the point. For example, the onset of a decline in Young’s modulus may be used. 
This point is in the transition region. However, it is different than the point associated 
with the peak of the Tan δ curve. Both measurement techniques are within the glass 
transition region but point to different aspects of the transition. 
 
2.11 Glass Transition Temperature of MED4-4210 
 
Glass transition temperature of MED4-4210 was determined by use of dynamic 
mechanical analysis (TA Instruments Q800) using the peak of the Tan δ curve to be 
compared with prior literature on a similar silicone elastomer as well as onset of the 
decline of the storage modulus. All experiments used a frequency of 1 Hz with a preload 
was 0.2 N to ensure the sample was taught, amplitude of oscillation was 20 µm, and the 
temperature scan was conducted from -150 to 30 ºC at 3 ºC per minute.  
Figure 2-4 shows an example curve with Tan δ and storage modulus plotted 
versus temperature. Two peaks in Tan δ are seen in this figure. The nature of the peaks 
was determined by reviewing literature on MDX4-4210, an almost identical silicone 
elastomer with a fumed silica filler. From the literature, Stathi et Al. found two peaks in 
Tan δ to be at -113.36 ºC and -34.87ºC, referring to the former as a glass transition peak 
and the latter as a melting of the crystalline phase [70]. Their experimentation manner 
was similar to the techniques used in this study, with DMA operated at a frequency of 1 
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Hz and characterized by the peak of the Tan δ curve. The melting of the crystalline phase 
transition was demonstrated in prior work by Stevenson et al. with calorimetry [71].  
Therefore, based on this literature, the higher temperature transition peak is referred to as 
a melting of the crystalline phase, Tm, while Tg is referred to as lower temperature peak. 
Figure 2-4 also shows locations and values for the transitions based on the Tan δ 
peak and onset of the decline of the storage modulus. As described before, these two 
methods give different values of Tg for the same glass transition temperature profile. In 
addition, an increase in the storage modulus is seen before melting of the crystalline 
phase in Figure 2-4. This is not unusual and corresponds to a rearrangement of the 
molecules as they have increased mobility [69].  
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Figure 2-4. Storage modulus and Tan δ versus temperature for a sample of MED4-4210. 
The lower temperature peak corresponds to a glass transition temperature, while the peak 
seen at -40 ºC corresponds to a melting of the crystalline phase, denoted Tm. Two 
methods are shown, the onset of the decline of the storage modulus, and the peak of the 
Tan d curve. Although referring to the same transition region, the two methods of 
measurement produce different values. 
 
DMA was performed on samples with different curing schedules to ensure there 
were no significant effects on glass transition temperature relative to curing in nominal 
ranges. Curing schedules of 150 ºC and 15 minutes, 150 ºC and 60 minutes, 100 ºC and 1 
hour, and 25 ºC and 24 hours were all tested. Average values for Tm and Tg are shown in 
Table 2-1. Tg values of Tan δ varied from -114.2 ºC to -115.9 ºC. Tm values of Tan δ 
varied from -25.9 ºC to -31.8 ºC. With all transitions much below operating temperatures, 
the MED4-4210 will operate in the rubbery region, which is desirable for the mechanical 
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properties of the lens. Table 2-1 also indicates that in the range of curing schedules Tg 
and Tm remains low.  
Compared with prior literature of MDX4-4210, the silicone that was replaced 
with MED4-4210 for long-term implantation, there is similarity between the two 
transition temperatures. Stathi et al. determined a Tg of -113.36 ºC versus our measured 
value of -114.2 and -115.9 ºC. Likewise Stathi’s determination of Tm of -34.87ºC is close 
to our measured value of -25.9 to -31.8 ºC [70]. This similarity of results illustrates that 
the two silicones, although made by different manufacturers, have similar glass transition 
temperatures as well as a similar temperature for crystalline melting. 
 
Table 2-1. Glass transition temperature peaks in cure schedules for MED4-4210. 
Between 3 and 5 samples were measured and averaged for each point. 
	  
Tg	   Tm	  
Tan	  Delta	   Onset	  Point	   Tan	  Delta	   Onset	  Point	  
150	  C,	  1	  hr	   -­‐115.9	   -­‐120.5	   -­‐29.6	   -­‐53.0	  
150	  C,	  15	  min	   -­‐115.9	   -­‐120.8	   -­‐31.8	   -­‐52.6	  
100	  C,	  1	  hr	   -­‐115.3	   -­‐120.4	   -­‐30.7	   -­‐54.2	  
25	  C,	  24	  hrs	   -­‐114.2	   -­‐121.1	   -­‐25.9	   -­‐52.3	  
 
 
2.12 Curing Schedule 
 
In order to test optimal curing of silicone elastomers, silicone was cured under 
various temperatures and times while modulus of elasticity was measured at room 
temperature. At maximum crosslinking, a maximum modulus of elasticity is expected. 
Therefore, maximum crosslinking was assumed to happen when the material was 
completely cured. 
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A wafer coated with parylene was spin coated with an uncured MED4-4210 
elastomer. After spin coating, the wafer was broken into four pieces, and each piece was 
cured in a different temperature oven. Curing intervals of 15, 30, 60, 90, and 120 minutes 
were used at temperatures of 80, 100, and 150 ºC. After each curing time, a sample of the 
silicone was cut from the wafer for subsequent analysis on the DMA. 
Samples were 285 µm thick x 5.5 mm wide. DMA testing occurred at a strain rate 
of 1 % per minute for a total strain of 10 % in air with the chamber at body temperature, 
37 ºC. The modulus of elasticity was determined as the slope from 0 to 10 % strain on the 
elongation curve. A graph of the data is shown in Figure 2-5 with corresponding 
tabulated values in Table 2-2.  
 
 
Figure 2-5. Young’s modulus versus curing time for Nusil MED4-4210 at different 
curing temperatures 
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Table 2-2. Tabulated values of Young’s modulus at various curing conditions 
Modulus of Elasticity (MPa) 
Temperature Time (min) 15 30 60 90 120 
80 °C 0.76 0.80 1.00 1.00 1.06 
80 °C 0.75 0.82 1.00 1.03 1.07 
100 °C 1.19 1.18 1.18 1.32 1.27 
150 °C 0.88 1.27 1.38 1.36 1.37 
 
From the data, modulus of elasticity increases from a minimum of 0.75 MPa at 80 
ºC and 15 minutes to a maximum of 1.38 MPa at 150 ºC and 60 minutes. Young’s 
modulus increases with both cure time and cure temperature. Young’s modulus levels out 
after 60 minutes for all samples. 
One deviation from the general trend of higher modulus with higher temperature 
is seen at 150ºC and 15 minutes. This discrepancy may have been caused by slight 
differences in the rate of cooling of the samples once removed from the oven, or from 
differences in convection coefficients from the differing ovens. 
The curing data presented here can be used to determine a cure schedule for the 
silicone. At 150 ºC the modulus reaches a maximum value of 1.38 MPa at 60 min. Within 
30 minutes, the samples are close to maximum modulus at 1.27 MPa. Therefore, based on 
this data, curing of silicone elastomer should be done at 150 ºC for 60 minutes for 
maximum curing. 
 
2.13 Repeatability of Mixing 
 
To determine the batch-to-batch variation in silicone used, a series of five wafers 
were prepared separately and modulus of elasticity was measured. Silicone was mixed in 
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a ratio of 10:1 part A to part B by hand for one minute. Silicone was poured on the 
parylene covered wafer, and then degassed in a vacuum chamber. After degassing, the 
wafer was spin coated with the silicone. Curing of the spin coated wafer occurred at 150 
ºC for 1 hour. Samples were cut into 5.5-mm-wide samples and were approximately 250 
µm thick (from 240 to 280 µm thick) after spin coating. Thickness was measured with a 
caliper and accounted for during modulus testing. Five samples were taken from each of 
five wafers that were prepared. Samples were stretched at 1 % strain per minute to 10 % 
total strain at room temperature. 
Repeatability is shown in Table 2-3. The maximum average modulus was found 
to be 1.35 MPa and the minimum modulus was 1.25 MPa. The average modulus from the 
5 wafers was 1.31 MPa. Maximum error from the mean was 5 %, corresponding to wafer 
5. Maximum error from the mean for all samples was 8.3 % corresponding to wafer 5, 
sample 5. Higher error from individual samples may be from measurement error in 
thickness across the wafer. 
 
Table 2-3. Modulus of elasticity measured from 5 wafers 
	  	  
Modulus	  (MPa)	  cured	  @	  150	  °C	  1	  hr	  
Sample	  1	   Sample	  2	   Sample	  3	   Sample	  4	   Sample	  5	   Avg.	   Stdev	  
Wafer	  1	   1.3132	  	   1.3009	  	   1.2809	  	   1.3159	  	   1.3141	  	   1.305	  	   0.013	  
Wafer	  2	   1.3246	  	   1.2964	  	   1.3393	  	   1.3150	  	   1.2847	  	   1.312	   0.020	  	  
Wafer	  3	   1.3308	  	   1.3277	  	   1.3681	  	   1.4142	  	   1.3258	  	   1.353	  	   0.034	  	  
Wafer	  4	   1.3762	  	   1.3480	  	   1.3452	  	   1.3670	  	   1.3148	  	   1.350	  	   0.021	  	  
Wafer	  5	   1.2147	  	   1.2490	  	   1.2824	  	   1.2751	  	   1.2038	  	   1.245	  	   0.031	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2.14 Ratio of Part A to Part B 
 
In order to determine the effect of cross linker on the mechanical properties of the 
silicone, experiments were completed to determine the change in modulus of elasticity 
relative to different crosslinking ratios. Part A to Part B ratios used were 10:30, 10:20, 
10:10, 10:2.75, 10:2.5, 10:2, 10:1.5, 10:1.25, 10:1, 10:0.75, 10:0.5, and 10:0.25. All 
wafers were cured at 150 degrees C for 1 hour. Figure 2-6 and Table 2-4 show the results 
of the testing.  At low A/B ratios, there is an excess of part B.  This leads to a lower 
crosslink density per volume and therefore a lower modulus of elasticity.  The samples 
were not noted to be tacky with excess part B. The curve reaches a maximum value of 
modulus when the part A and part B are stoichiometrically matched.  When this occurs, 
there are an equal number of vinyl and hydride groups to crosslink and crosslinking per 
volume is a maximum. Stoichiometrically matching occurred at a A/B ratio of 8, with a 
corresponding modulus of 1.41 MPa.  Above this, additional part A only decreases the 
crosslink density of the silicone elastomer [72].  With excess part A, the samples were 
noted to feel tacky. It was not possible to peel the wafers mixed at 10:0.25 even after 
additional curing at 150 degrees C.  
Although the recommended mix ratio is 10:1, the stoichiometrically matched ratio 
corresponds to 8:1.  Although this seems that 10:1 would be stoichiometrically matched, 
similar results were found for another 10:1 silicone which had a maximum modulus at  
7.5:1 [72]. 
Based on these results, the 10:1 mixing ratio is close to stoichiomterically 
matched.  However, it produces a modulus of 1.27 MPa, which is 10% lower than the 
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maximum modulus at 1.41 MPa. These results indicate that mixing ratios closer to 8:1 
should be considered in final device design.  
 
 
Figure 2-6. Modulus of elasticity versus A/B ratio of MED4-4210 
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Table 2-4. Modulus of elasticity versus mix ratio 
Mix 
Ratio 
Modulus (MPa) 
Average Stdev 
10:30 0.92 0.03 
10:20 0.94 0.04 
10:10 1.03 0.04 
10:2.75 1.31 0.05 
10:2.5 1.37 0.04 
10:2 1.40 0.02 
10:1.5 1.41 0.01 
10:1.25 1.41 0.03 
10:1 1.27 0.03 
10:0.75 0.57 0.02 
10:0.5 0.12 0.00 
10:0.25 0.00 0.00 
 
 
2.15 Creep-Recovery Testing 
 
Creep testing is used to demonstrate how the silicone elastomer strain relates to a 
constant stress over a period of time. This is tested by taking a known length of sample, 
applying a constant stress, and monitoring strain of the sample. A creep-recovery test 
follows the creep test with removal of the stress, and the strain is monitored again.  
An ideal creep test uses an instantaneous stress applied to the sample, while strain 
is monitored. The stress is maintained until the material reaches equilibrium.  
Viscoelastic materials are often represented in a four-element model to 
demonstrate their response to loading. In the four-element model, there is a spring and 
dashpot in parallel. This is in series with a spring and dashpot. The response of the 
dashpot allows for a viscous flow when a constant stress is applied to the material. This 
corresponds to a continuous expansion of the material when a constant stress is applied. 
The spring acts in a Hook’s fashion, providing a linear instantaneous strain for a stress. 
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The four-element model is shown in Figure 2-7 and a typical stress versus time and strain 
versus time is shown in Figure 2-8. 
 
 
 
 
Figure 2-7. Four-element model 
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Figure 2-8. Typical creep-relaxation curve 
 
Referring to Figure 2-8, stress is applied to the sample at point A (at time zero). 
Initially, there is an instantaneous strain on the sample (from A to B), which corresponds 
to the Maxwell element E1 shown in Figure 2-7. Then the curved increase in strain from 
B to C is seen, which corresponds to E2 and n2 in parallel. From C to D, there is an 
increasing strain with the constant stress, corresponding to element n1. After the stress is 
removed at point D, relaxation occurs. As in the creep model, element E1 is responsible 
for the immediate strain relaxation from D to E. Elements E2 and n2 are related to the 
recovery curvature form points E to F. 
There are multiple methods to analyze a creep-relaxation curve as shown in 
Figure 2-8. The first method is to fit data to the four-element model. Another method is to 
analyze irrecoverable creep, viscosity, modulus, and relaxation time. Graphically, this is 
shown in Figure 2-9. Irrecoverable strain is found by measuring the final equilibrium 
strain and comparing it with the initial strain. Modulus of elasticity can be computed by 
extrapolating the strain in the linear region back to the time=0 using that as the strain 
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amount for the stress applied (modulus of elasticity = stress/strain). The relaxation time 
constant can be found from the curve after stress is removed. Viscosity is inversely 
proportional to the slope in the linear region of the curve (slope = stress applied / 
viscosity). 
 
Figure 2-9. Diagram demonstrating how to calculate modulus of elasticity, viscosity, 
relaxation time, and irrecoverable strain  
 
To simulate the cyclic loading conditions of the lens, stress relaxation was applied 
to samples of MED4-4210 four times before irrecoverable strain was measured. Cycling 
occurred in four 20-minute intervals of 0.05 MPa stress (10 min) followed by 0 MPa 
stress (10 min). All testing occurred in air at 37 ºC. A typical experiment is shown in 
Figure 2-10. 
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Figure 2-10. Creep experiment: Stress and strain versus time for an example experiment 
 
Viscoelastic properties were measured with silicone samples cured under different 
conditions (80, 100, and 150 ºC) at different curing times (15, 30, 60, 90, 120 min). 
Experiments were completed at body temperature (37 ºC) to mimic implant conditions 
(Table 2-5). After little to no creep was seen at 37 ºC experiments were conducted at 100 
ºC to examine creep at elevated temperatures (Table 2-6). Because creep testing was 
shown to deviate from the four-element model, viscoelastic properties were calculated 
using viscosity, relaxation time, modulus of elasticity, and strain recovery as illustrated in 
Figure 2-9. 
As shown in Table 2-5, for all samples at 37 ºC strain at recovery was negligible 
relative to the DMA repeatability, with a maximum of 0.05% strain (2.8 µm) and an 
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average value of 0.01% strain (0.6 µm). In addition, the large values determined for 
viscosity correspond with negligible displacements at .05 MPa. The average viscosity 
was 1.3 x 1011 Pa sec, which corresponds to an average length change of 1.4 µm for the 8 
minutes in the linear region of the creep experiment.  
At 100 ºC the silicone demonstrated elastic behavior and very little viscoelastic 
behavior as well.  This is shown in Table 2-6.  After four creep / relaxation cycles, the 
strain at recovery was an average of 0.012% (0.7 µm) and a maximum of 0.05% (2.8 
µm). The slope during the creep test was almost zero and corresponding viscosities were 
an average of 1.06 x 1012 Pa sec, which corresponds to an average length change of 0.8 
µm for the 8 minutes in the linear region of the creep experiment. 
Because all values of strain % at recovery were very small and almost zero, no 
trends were seen based on the various curing schedules. Likewise, the slope of the strain 
vs. time curve was very small during the period of applied stress as almost no 
displacement changed while the sample was held in tension. Therefore, no trends were 
seen relative to the curing data and viscosity as the material behaved almost entirely 
elastically.  
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Table 2-5. Viscoelastic properties at body temperature (37 ºC) under different curing 
schedules 
Cure 
Condition 
Slope 
(sec-1 x 
10-7) 
Viscosity 
(Pa*sec x 
1011) 
Strain (%) 
at 
Recovery 
Displacement  
at Recovery 
(µm) 
Displacement 
during last 8 
minutes of 
creep (µm) 
Retardation 
Time (sec) 
80 °C for 
15 min 7.3 0.7 0.010 0.5 2.2  < 0.1 
80 °C for 
30 min 3.7 1.3 0.005 0.3 1.7  < 0.1 
80 °C for 
60 min 4.0 1.2 -0.003 -0.1 2.0  < 0.1 
80 °C for 
90 min 3.8 1.3 0.010 0.5 1.5  < 0.1 
80 °C for 
120 min 3.4 1.5 0.007 0.4 1.5  < 0.1 
80 °C for 
15 min 3.7 1.4 0.014 0.8 1.9  < 0.1 
80 °C for 
30 min 5.7 0.9 0.012 0.6 1.9  < 0.1 
80 °C for 
60 min 5.3 0.9 0.014 0.7 1.8  < 0.1 
80 °C for 
90 min 3.8 1.3 0.005 0.3 1.1  < 0.1 
100 °C for 
15 min 3.3 1.5 0.018 1.0 1.0  < 0.1 
100 °C for 
30 min 3.6 1.4 0.009 0.5 1.4  < 0.1 
100 °C for 
60 min 4.3 1.2 0.006 0.3 1.3  < 0.1 
100 °C for 
90 min 4.1 1.2 0.010 0.6 1.4  < 0.1 
100 °C for 
120 min 3.3 1.5 0.002 0.1 1.3  < 0.1 
150 °C for 
15 min 3.7 1.3 0.013 0.7 1.2  < 0.1 
150 °C for 
30 min 4.1 1.2 0.006 0.3 1.1  < 0.1 
150 °C for 
60 min 2.7 1.8 0.003 0.2 0.9  < 0.1 
150 °C for 
90 min 3.3 1.5 0.009 0.5 1.1  < 0.1 
150 °C for 
120 min 3.5 1.4 0.052 2.8 1.0  < 0.1 
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Table 2-6. Viscoelastic properties at elevated temperature (100 ºC) under different curing 
schedules 
Cure 
Condition 
Slope 
(sec-1 x 
10-7) 
Viscosity 
(Pa*sec x 
1011) 
Strain (%) 
at 
Recovery 
Displacement  
at Recovery 
(µm) 
Displacement 
during last 8 
minutes of 
creep (µm) 
Retardation 
Time (sec) 
80 °C for 
30 min 4.8 1.1 0.002 0.1 0.6 < 0.1 
80 °C for 
60 min 4.0 1.2 0.015 0.8 0.4 < 0.1 
80 °C for 
90 min 2.3 2.2 0.003 0.2 0.6 < 0.1 
80 °C for 
120 min 1.3 3.9 -0.003 -0.2 0.5 < 0.1 
80 °C for 
15 min 4.7 1.1 0.043 2.2 1.3 < 0.1 
80 °C for 
30 min 1.3 3.9 0.054 2.8 1.1 < 0.1 
80 °C for 
60 min 2.4 2.1 0.034 1.7 0.8 < 0.1 
80 °C for 
90 min 1.9 2.7 0.035 1.7 0.9 < 0.1 
80 °C for 
120 min 2.2 2.3 0.020 1.0 0.6 < 0.1 
100 °C for 
15 min 0.9 5.8 0.009 0.5 0.9 < 0.1 
100 °C for 
30 min 0.0 100.7 0.006 0.3 0.6 < 0.1 
100 °C for 
60 min 3.2 1.5 0.004 0.2 0.6 < 0.1 
100 °C for 
90 min 1.3 3.8 0.005 0.3 0.7 < 0.1 
100 °C for 
120 min 2.8 1.8 -0.004 -0.2 1.0 < 0.1 
150 °C for 
15 min 0.8 6.0 0.031 1.6 1.3 < 0.1 
150 °C for 
30 min 1.3 3.9 0.009 0.5 0.8 < 0.1 
150 °C for 
60 min 1.1 4.6 0.007 0.3 0.7 < 0.1 
150 °C for 
90 min 1.5 3.3 0.004 0.2 0.8 < 0.1 
150 °C for 
120 min 0.1 50.5 -0.031 -1.5 0.6 < 0.1 
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This data demonstrates that all cure schedules tested produce a silicone with low 
viscoelastic properties. In fact, due to the extremely small displacements measured, the 
behavior may be from a slight slipping of the sample against the clamp, thermal 
expansion of the DMA / sample, or measurement variation in the DMA linear encoder.  
Therefore, very little to no viscoelasticity was seen during this experiment.  In addition, 
these tests indicate that the material is acceptable for an environment with cyclical stress, 
such as in the condition of an intraocular lens. 
 
2.16 Stress Relaxation 
 
Stress relaxation experiments involve quickly applying a strain to a material and 
observing the change in stress with time. Stress relaxation experiments were carried out 
with 10 % strain held for 10 minutes. Samples with different curing schedules were used 
to screen for variation in silicone properties based upon curing. All tests were performed 
at 37 ºC to mimic the natural environment of the body.  
For all samples, stress remained fairly constant and displayed elastic behavior. 
Therefore, the four-element model was a poor fit for the data and was not used. Initially, 
there was a very small relaxation within the first two minutes. However, from the last 8 
minutes, stress changed an average of less than 1% (corresponding to 1.6 mN force 
difference). Because so little viscoelasticity was seen, the four-element model did not fit 
the data well. Data from the experiments is shown in Table 2-7. 
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Table 2-7. Stress values at 0, 2, and 10 min for different curing conditions  
Cure Condition Stress (MPa) at 0 min 
Stress (MPa) 
at 2 min 
Stress (MPa) 
at 10 min 
80 °C for 15 min 0.088 0.083 0.083 
80 °C for 30 min 0.108 0.107 0.107 
80 °C for 60 min 0.122 0.121 0.121 
80 °C for 90 min 0.128 0.128 0.127 
80 °C for 120 min 0.122 0.117 0.117 
80 °C for 15 min 0.084 0.081 0.080 
80 °C for 30 min 0.083 0.078 0.076 
80 °C for 60 min 0.109 0.104 0.102 
80 °C for 90 min 0.116 0.112 0.110 
80 °C for 120 min 0.115 0.109 0.107 
100 °C for 15 min 0.136 0.132 0.131 
100 °C for 30 min 0.137 0.133 0.132 
100 °C for 60 min 0.123 0.119 0.118 
100 °C for 90 min 0.040 0.039 0.038 
100 °C for 120 min 0.102 0.099 0.099 
150 °C for 15 min 0.123 0.121 0.121 
150 °C for 30 min 0.140 0.136 0.135 
150 °C for 60 min 0.151 0.146 0.146 
150 °C for 90 min 0.150 0.146 0.145 
150 °C for 120 min 0.156 0.152 0.151 
 
Stress relaxation experiments demonstrate that under the various cure schedules 
the silicone demonstrates very little to no viscoelasticity. This is similar to creep 
experiments. This indicates that silicone should behave in essentially an elastic manner 
for the implant. 
  
2.17 Permeability of Silicone 
 
The permeability of silicone was tested using an uptake method. A description of 
this method is found in Wolf [73].  
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Samples of silicone were spin coated on a parylene-coated wafer. The thickness 
of the silicone sheets was measured with a caliper and samples were weighed for base 
weight. All weight measurements were taken with a Mettler Toledo balance AB204-S, 
which is accurate to 0.2 mg. Next, the samples were immersed in a vial containing 
silicone oil. The samples were removed from the silicone oil bath, blotted dry, and then 
weighed. After weighing, the samples were returned to the silicone oil for further testing 
and measurement. Weight measurements were taken every five minutes for the first 30 
minutes of testing to provide an accurate measurement of slope. After this, measurement 
intervals were decreased. Weight measurement continued until sorption leveled off, and a 
measurement of final sorption was taken. 
To use sorption curves to calculate diffusion constants, Fick’s laws of diffusion 
were used. Fick’s first law states that flux, F is proportional to the diffusion concentration 
gradient, ∇C, multiplied by the diffusion constant, D: 
F = !D("C)  
From Fick’s second law where D is independent of time, and concentration varies with 
time: 
!C
!t ="F = #D("
2C)  
If the sample is considered to have diffusion only in one direction and the side effects are 
neglected (i.e. for a thin film), then Fick’s laws can be rewritten as:  
Fx = !D
"C
"x  
!C
!t =
!Fx
!x = "D
!2C
!x2
#
$
%
&
'
(  
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Fick’s second law can be solved for fractional mass uptake [74-76]. 
M (t)
M!
=1" 8
! 2
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For short times this is linear and simplifies to 
M (t)
M!
=
4
l
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Solving for diffusion constant yields: 
D = ! l
2
16 (S /M !)
2  
where S is the slope in the initial linear portion of the uptake curve, and M ! is the final 
solubility. This solution allows the diffusion constant of a liquid in a thin sheet to be 
found from the uptake curve.  
Four samples were tested in 100 cst silicone oil (Dow Corning 360 medical fluid). 
One sample of MED4-4210 was tested in 1000 cst silicone oil (Nusil, MED 360).  Figure 
2-11 shows graphs of uptake while Table 2-8 shows the calculated diffusion constants. 
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Figure 2-11. Uptake experiment from three samples 
 
Table 2-8. Diffusion constants for three samples 
Sample Thickness 
(mm) 
S(%/sec1/2) M! (%) D (1012m2s-1) 
MED4-4210 in 100 cst 
Silicone Oil (Trial 1) 
0.4318 0.43 44.0 3.5 
MED4-4210 in 100 cst 
Silicone Oil (Trial 1) 
0.4318 0.58 53.1 4.3 
MED4-4210 in 1000 cst 
Silicone Oil 
0.4826 .055 17.6 0.44 
 
These results demonstrate that using a higher centistoke oil reduces diffusion into 
the samples. For example, the diffusion constant for a MED4-4210 with 1000 cst oil is 
8.9 times less than with the 100 cst silicone oil. This data indicates that using a higher 
viscosity silicone oil inside a silicone shell will significantly reduce diffusion of the oil 
through the wall of the shell.  
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2.18 Lens Accelerated Aging Tests 
 
Based upon uptake experiments, lenses were built and soak tested for leakage in 
an accelerated environment. Lenses underwent accelerated aging testing to monitor 
weight and optical clarity at 85 ˚C. Each lens was placed into separate containers partially 
filled with saline solution. Then, these containers were placed into an 85 ˚C preheated 
oven. After each week (288±4 hours) and at the end of this test period, each lens was 
removed from the oven, rinsed with sterile water, and placed in a fume hood to dry for 
four hours. After the lenses dried, they were weighed on a ±0.0002 g accuracy scale to 
detect weight differences in the lens and monitored for optical clarity. 
All lenses tested remained visually clear throughout the test period. In addition, 
lens weight changes were different for the 100 cst and 1000 cst oil. Data is shown in 
Figure 2-12 and Figure 2-13.  
 
 
Figure 2-12. Lens weight versus time for lenses filled with 100 cst silicone oil and 1000 
cst silicone oil 
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Figure 2-13. Summary of weight loss for lenses after 8 weeks of accelerated testing 
 
While lenses filled with 100 cst oil have weight losses between 3.1-5.3% of total 
weight, the lenses filled with 1000 cst oil have between 0 and 0.28% weight loss. 
Furthermore, for the weight loss of 0.28%, it can be seen that this occurs within the first 
two weeks of testing and then the lens remains stable. Therefore, it is possible that this 
was remnant oil from the filling process, which diffused into the surrounding saline.  
This data demonstrates the possibility of minimal leak when using a 1000 cst oil 
with a MED4-4210 silicone elastomer. 
 
2.19 Summary 
 
Based on its FDA documented biocompatibility, optical clarity, elongation 
characteristics, Young’s modulus, and base viscosity, MED4-4210 was screened as a 
possible material for a biomimetic accommodating intraocular lens. 
Extensive mechanical testing was completed on MED4-4210 to demonstrate its 
viability for use as a biomedical implant. The glass transition temperature was found to 
be far below any temperature seen in the body / eye, making it operable in the rubbery 
region of performance. An optimal curing schedule was determined based on Young’s 
modulus measurements of the material at different curing temperatures and times. 
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A series of five wafers were mixed and cured to demonstrate repeatable 
processing of the silicone. From wafer to wafer, the maximum deviation of the average 
Young’s modulus was determined to be 5%, indicating that current processing techniques 
are adequate to build lenses repeatably.  
The mix ratios of part A and B were studied to demonstrate the effect of changing 
mix ratio on material properties. A large decrease in Young’s modulus along with a tacky 
surface was seen as the A/B ratio was increased. Less of a decrease in Young’s modulus 
was seen as the A/B ratio was decreased. In addition, qualitatively, there was less 
tackiness felt on the surface.  
Viscoelastic properties were measured at various cure schedules to demonstrate 
the ability of the material to withstand implantation conditions. Both creep and stress 
relaxation experiments demonstrated very low viscoelasticity of the material under 
various curing schedules. This indicates that the device can be expected to perform in an 
elastic and repeatable manner under cyclical loading. 
Finally, the diffusional properties of the silicone were examined with both 100 
and 1000 cst oils. The diffusion constant of 1000 cst oil in the silicone was found to be 
0.44 x 1012 m2s-1 which is almost 10 times smaller than the diffusion constant of the 100 
cst oil (between 3.4 and 4.3 x1012 m2s-1). Based on this experiment, the lenses were soak 
tested at elevated temperature, filed with 100 and 1000 cst silicone oil. The 100 cst oil 
was shown to permeate the wall of the lens after 8 weeks, while, little to no leakage was 
seen with the 1000 cst silicone oil. Therefore, initial testing demonstrates promise in 
using a 1000 cst oil with the MED4-4210 silicone elastomer. 
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3 MEASURING ACCOMMODATION IN A EX 
VIVO SETTING 
 
 
 
 
3.1 Introduction 
 
As discussed in previous chapters, the main goal of this work is to develop an 
accommodating intraocular lens to restore focusing ability after lens replacement surgery. 
However, in order to evaluate performance of an accommodating intraocular lens, an ex 
vivo test fixture is required. Although testing can be done in an in vivo setting, most 
animals either have differing accommodation mechanisms than humans, or have little 
accommodative power. For example, rats and rabbits have little to no accommodative 
power [77]. Canines have approximately 1 diopter of accommodative power, which is 
much less than humans, who can have 10 or more diopters [77]. Cats have 
accommodation levels of 4D. However the mechanism is different than in the human  
[77, 78]. Squirrels have accommodation values between 2 and 6D and the Indian 
Mongoose has accommodation levels close to humans, at 11-13.5 D [77]. Guinea pigs 
may have accommodation similar to the human with reduced amplitude and different eye 
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sizes [79]. Although birds have high accommodative amplitudes, the mechanism of 
accommodation is different than the human mechanism [77, 80]. Due to a paucity of 
animals with similar accommodative anatomy to the human, the primary model for 
testing is the Rhesus monkey. However, due to the cost and development time associated 
with testing on primates, it is desirable to prove the lens concept on an ex vivo model that 
mimics the natural anatomy as close as possible. 
The testing apparatus is designed to objectively measure accommodation amplitude 
of the developed accommodating IOL. To be relevant to the human anatomy, the testing 
apparatus should mimic human tissue as much as possible. This includes mimicking the 
mechanical properties such as Young’s modulus, as well as the geometry of the focusing 
mechanism. In addition, it needs to supply forces that are the same levels as the natural 
human lens.  
To meet these needs, a testing apparatus is designed that tests the human focusing 
mechanism in a manner similar to the natural mechanism of accommodation based on 
work from Glasser [17] and similar to other prior work [81-83]. To do this, the human 
focusing mechanism of the eye is surgically removed and mounted in an external 
stretching device. The stretching device interacts with the ciliary muscles to actuate them 
in a manner similar to natural actuation. At the same time, the focal length of the lens is 
measured. By testing focal length and accommodation, it is possible to determine the 
change in focal length of the lens as accommodation occurs. In addition, by using human 
and porcine tissue, the geometry of the tissue is accurate. The loads are considered close 
to physiological based on the inability of dead tissue to transmit large loads. In addition, 
the procedure followed work from Glasser [17] demonstrating a similar method to 
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determine accommodative power of various age natural lenses, which was correlated to 
clinical data. 
 
3.2 Surgical Implantation and Mounting of Lens 
 
Lenses were initially implanted in cadaver human eyes for subsequent optical 
evaluation. Human eyes were obtained from several eye banks and were used within 3 
days postmortem. The cornea and iris were removed to expose the lens (Figure 3-1 and 
Figure 3-2). A capsulorhexis consisting of a small circular incision was made slightly 
decentered in the lens capsule. The capsulorhexis was between 3.0 to 3.5 mm in diameter. 
The natural lens was removed through the capsulorhexis (Figure 3-3). This left the ciliary 
muscle, zonules, and most of the lens capsule intact for implantation and testing of the 
accommodating intraocular lens. 
The evacuated lens was manually placed into the lens injector (Figure 3-4, Figure 
3-5). The evacuated lens was inserted through the capsulorhexis into the capsular bag 
(Figure 3-6). The injection port was accessed again with the fluidic injector handpiece 
and silicone fluid was infused into the lens to fill it to the proper weight (Figure 3-7). 
Then, the fluidic injector handpiece was removed from the valve. 
After implantation, the eye was dissected and mounted on a stretching / testing 
apparatus in a manner similar to Glasser [17]. The sclera of the eye was removed to 
expose the ciliary muscle (Figure 3-8). The anterior portion of the eye was cut away from 
the posterior portion of the eye to isolate the ciliary muscle, zonules, lens capsule, and 
IOL from the posterior portion of the eye (Figure 3-9). Any vitreous adhesions to the lens 
were cut (Figure 3-10). The focusing mechanism was mounted on a post and the anterior 
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ciliary muscle was glued with cyanoacrylate to a special stretching apparatus to mimic 
the natural accommodation of the eye while optical measurements were taken on the lens 
(Figure 3-12-Figure 3-13). The stretching apparatus was then put in a saline filled tank 
for optical measurements. 
 
 
Figure 3-1. Keratectomy, continuous circular capsulorhexis and lens extraction is 
performed 
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Figure 3-2. Removal of the iris 
 
 
Figure 3-3. Removal of the lens. Here, this is shown as an extracapsular technique, 
however, with human eyes, phacoemulsification is used exclusively. 
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Figure 3-4. Lens injector, developed to place lens inside lens capsule 
 
 
Figure 3-5. Manual insertion of the lens into the lens injector 
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Figure 3-6. Injection of the lens into the lens capsule 
 
 
Figure 3-7. Injection of fluid into the implanted lens after accessing the lens refill valve 
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Figure 3-8. Sclerectomy 
 
 
Figure 3-9. Removal of the focusing mechanism, including the ciliary muscle, zonules, 
lens capsule, and implanted lens 
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Figure 3-10. Removal of residual vitreous from the posterior pole of the lens capsule 
 
 
Figure 3-11. Preparation for gluing the ciliary muscle to the stretching apparatus 
 
 70  
 
 
Figure 3-12. Gluing the ciliary muscle to the stretching apparatus. Cyanoacrylate is 
applied to the jaws of the stretching apparatus before mounting. 
 71  
 
 
Figure 3-13. Lens mounted and prepared for optical testing 
 
 
3.3 Stretching Apparatus 
 
A stretching apparatus similar to the one used by Glasser was used to simulate 
accommodation in the cadaver eye [17]. Glasser characterized the amount of stretch on 
the ciliary muscle relative to presbyopic changes in the lens. With a stretch of 5 mm, his 
data demonstrated that accommodative amplitude decreased in an age-related manner 
similar to clinical data taken by Duane [15]. Therefore, a diameter stretch of 5 mm was 
used for testing in cadaver human eyes. In addition, a stretch of 3 mm was shown to not 
damage pig eyes, and for pig eyes 3 mm stretch was used. 
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The stretching apparatus consists of eight arms radially aligned. The arms are 
attached to a spur gear with helical paths machined into the face. These paths determine 
the eccentricity of the mounting arms. As the spur gear is rotated, the arms are moved 
further away or closer to the center (Figure 3-14). The motion of the arms mimics the pull 
of the zonules on the natural lens. Therefore, it was expected that as the jaws increase in 
diameter, the focal power of the natural lens would decrease in a manner similar to the 
natural human lens. 
 
 
Figure 3-14. Stretching apparatus 
 
Mechanically, the stretching apparatus is made of stainless steel to prevent 
corrosion while in the saline tank and allow autoclaving after use. A base plate is on the 
bottom and used to hold the stretching apparatus vertical as well as to position it relative 
to the water tank (with two dowel pins). Eight jaws 0.040 inch thick are mounted to the 
tissue with cyanoacrylate. They are bent to conform to the angle of the tissue during 
mounting and to protrude from the stretching apparatus. This gives visualization of the 
tissue from a side view. The jaws are retained in grooves cut in the stationary portion of 
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the stretching apparatus. The center of the stationary part has a one inch hole machined 
and is threaded at 100 threads per inch. 
A series of 8 grooves are machined in the stationary portion of the stretching 
apparatus to allow the jaws to slide radially. A second spur gear is made with a wire 
electrical discharge machine (wire EDM).  This allows tolerances of .002 inch or less to 
be machined, and reduces warping of the material during cutting. A 1.035-100 thread is 
put in the center of the spur gear and the stationary portion allowing them to be held 
together with a threaded insert. This allows the spur gear to rotate relative to the 
stationary plates. 
The spur gear has eight helical grooves that allow shoulder screws to slide along 
them. The shoulder screws are bolted into the jaws. Therefore, a rotation of the spur gear 
causes the radial arms to slide in and out. A second smaller spur gear mates with the 
larger spur gear. This smaller gear is attached to a belt drive and stepper motor (256 k 
steps / rev).  Therefore, rotation of the stepper motor causes the jaws to move in and out. 
The stepper motor actuates the tissue in a smooth and slow expansion to minimize tissue 
damage. The resulting stretch rate is 1 mm per minute. 
 
3.4 Lens Insertion Tool 
 
In order to insert the lens into the lens capsule, a special insertion tool was 
designed and fabricated. It was sized so that the lens could be placed within a 5 mm 
capsulotomy. The insertion tool (Figure 3-15) is manually actuated. It has an outer 
diameter of 3.8 mm to allow insertion through capsulotomies of 4 mm in diameter. The 
insertion tool outer diameter can be made smaller in line with existing other insertion 
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tools. A beveled end on the insertion tool allows the lens to be placed naturally in the 
capsule. This lens insertion tool demonstrates feasibility of delivering an accommodating 
intraocular lens. 
 
Figure 3-15.  The lens inserter is shown with the lens loaded (left) and being delivered 
(middle and right)  
 
3.5 Infusion / Aspiration System 
 
The infusion / aspiration system was designed to allow inflation and deflation of 
the lens after it is inserted into the lens capsule. Schematically, the infusion / aspiration 
module consists of a venturi aspiration system, syringe infusion pump, and a fluidics 
handpiece used to deliver fluid to and from the lens. It is operated with two footswitches 
that allow switching between standby, infusion mode, and aspiration. Standby condition 
corresponds to no fluid flowing through the handpiece. Infusion corresponds to filling the 
lens with silicone oil and aspiration corresponds to evacuating the lens. A schematic of 
the inflation of the lens is shown in Figure 3-16.  
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Figure 3-16.  Filling of the accommodating IOL. The fluidic injector handpiece is used to 
access the injection port in the accommodating IOL. Infusion of silicone oil is used to fill 
the lens to the correct dioptric power (left). Finally, the fluidic injector handpiece is 
removed from the lens (right). 
 
The fluidic injector handpiece is used to access the lens via the lens injection port 
after insertion (Figure 3-17). A 36-gauge blunt tip on the fluidic injector is used to enter 
through the injection port and then inflate the lens. The system is first primed so that 
silicone oil fills the lines. Next, the fluidics handpiece tip is inserted into the injection 
port in the lens and the lens is inflated. A syringe pump is used to dispense the correct 
level of silicone fluid to fill the lens. 
 
Figure 3-17.  Fluidic injector handpiece 
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A schematic of the fluidics system is shown in Figure 3-18. The syringe pump 
and vacuum cassette are attached to the fluidics injector handpiece via a valve. Silicone 
oil is loaded in a syringe attached to the syringe pump. Upon actuation, the syringe pump 
dispenses a predefined amount of silicone oil. If aspiration is required, the syringe pump 
is turned off. Then, the valve is switched to allow fluidic connection between the vacuum 
cassette and the fluidics handpiece.  
 
 
Figure 3-18.  Diagram of the infusion / aspiration system (top). Photograph of the 
infusion / aspiration system (bottom). On the bottom left is the syringe pump. On the 
bottom right is the module with venturi cassette inside. 
 
A diagram of the infusion / aspiration system is shown in Figure 3-19. 80 psi is 
brought into the console and is regulated to the venturi pump through a solenoid valve. 
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When the solenoid is open, the air is used to drive a venturi pump, providing vacuum for 
a surgical cassette. After leaving the venturi pump, the air passes through a silencer to 
lower noise from the high velocity air.  
A syringe pump is used to infuse silicone oil into the lens. The vacuum cassette 
and the syringe pump attach to a syringe pump valve, which switches between the two 
lines and connects to the fluidic injector handpiece.  
As shown in Figure 3-19, the switching happens with TTL logic. In addition, 
there is a NAND gate and hex inverter to prevent the syringe pump from actuating (or 
remaining on) when the valve is set to aspiration. This is so the syringe pump does not 
apply a high pressure to the valve when and potentially damage it when it is in the closed 
position.  
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Figure 3-19. Schematic of infusion / aspiration system 
 
The filling system was quantified in terms of accuracy with a series of lenses. 
Five lenses were measured on an analytical balance, then a target weight of 0.100 g was 
set based on the density of the silicone oil (0.967 g/ml). After infusion of the pump 
stopped, the infusion handpiece was left in the valve for two more minutes. This allows 
all capacitive pressure and volume in the lines to be released. With this technique, the 
final weight was measured and recorded after filling (Table 3-1). Table 3-1 demonstrates 
that the filling system is able to accurately inflate with a maximum error of 9 mg with 
these measurements. 
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Table 3-1. Weight values for a target weight of 100 mg 
Trial Weight (mg) Error (mg) 
1 101 1 
2 91 9 
3 104 4 
4 104 4 
5 91 9 
 
 
3.6 Optical Test Methods 
 
The optical test setup was modeled after Glasser [8]and was used to measure focal 
length of the lens. A 532 nm laser was scanned vertically along a diameter through the 
center of the lens. A few drops of fluorescein were added to the tank to visualize the 
beam as it traveled through the lens. A camera placed 90 degrees from the laser was used 
to capture an image of the laser as it passed through the lens. 
The laser was scanned through the central 4 mm of the lens and 100 images were 
captured during the scan. A series of three scans were completed and the average power 
of the lens was reported.  
A camera placed in line with the laser was used to visually inspect the tissue and 
lens during stretching.  A schematic of the test setup is shown in Figure 3-20, a simplified 
picture of the testing setup is shown in Figure 3-21, and the full test setup is shown in 
Figure 3-22. 
 
 80  
 
 
 
Figure 3-20. Accommodation test setup diagram. 
 
Figure 3-21. Basic test setup for measuring focal length of a lens. (On-axis camera and 
motorized stretching are removed for clarity). Side-view camera, laser, and unfilled tank 
are shown. The laser scans in and out of the page across a lens. 
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  Axis	  Camera 
38	  cm 17	  cm 
53	  cm 
Stepper	  Motor 
Belt	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Figure 3-22. Accommodation test setup picture. a) Laser (bottom right) excites 
fluorescein in tank. b) View of belt drive attached to stretching apparatus 
 
Image processing was completed to determine the focal length of the lens in 
water. After a series of 100 pictures were captured of the laser going through the lens 
across the central 4 mm, analysis was complete. An automated testing program was made 
to analyze the data.  
As shown in Figure 3-23 a best-fit line was made through the center of the 
ingoing and outgoing ray for each of the 100 images. Then, these rays were combined 
onto a single image (Figure 3-24). The focal point was calculated as the point with the 
least spread in the y-direction of the image. The lens center was taken as the average 
center based on the images. However, lens centers that were outside the area between the 
two regions of interest were removed. This is because the lens sits between the incoming 
and outgoing beams. Therefore, if a lens center is found anywhere that is not between 
these two areas, it is known to be inaccurate and removed. Erroneous calculations of lens 
center are most prevalent when the beam is close to the center of the lens and the input / 
output beams are close to parallel.  
a) b) 
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The focal length was calculated as the distance between lens center and the focal 
point. However, to be comparable with ISO standard 11979-2, the focal power was taken 
as the inverse of focal power times the index of refraction of the saline tank. This is 
because IOLs are typically measured in air or in a small water tank, with focal point 
measurements taken in air.  
To automate analysis, a program was made that brings up an overlay of the top 
and bottom images. A region of interest is asked for the incoming and outgoing beams. 
These are selected with a mouse as shown in Figure 3-25. This is done to remove analysis 
errors from stray light. Then the images are batch processed. 
 
 
 
Figure 3-23. Single image of a laser going through lens (top). The beam passes from the 
right-hand side of the image into the lens and is deflected to an outgoing angle after 
passing through the lens. The detected incoming and outgoing laser beams are fitted with 
regression analysis (bottom). The intersection between the incoming and outgoing beams 
is recorded as the lens center for this particular image. 
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Figure 3-24. Analyzed data. The center of the beam for each image is detected and a line 
is fit. After all 100 images have been analyzed, they are overlaid on each other as shown. 
The focal point is determined as the point where the rays converge. The lens center is the 
average position where the ingoing and outgoing rays of the laser intersect. The focal 
length is the distance between these two positions. 
 
 
Figure 3-25. Automated analysis. The highest and lowest beams are projected onto the 
analysis program screen. The user selects a region of interest around the outgoing beam 
(shown here) and the incoming beam. All subsequent analysis for the pictures occurs in 
these regions of interest. This prevents stray light and scatters from damaging beam fit 
integrity. 
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3.7 Optical Test Setup Validation  
 
The optical measurement system was validated with a series of six commercially 
available monofocal IOLs (AMO Technis Z9000, Z9001). IOL lens power varied from 
17.5 to 26.0 diopters to ensure a similar range of power that would be tested on the 
accommodating IOL. The commercially available lenses were first measured directly. 
Then, three lenses were chosen to be measured after implantation into a porcine lens 
capsule. All power measurements were within 0.5 diopters of actual lens power (Table 
3-2).  
 
Table 3-2. The tabulated power refers to the power stated by the IOL manufacturer.  
The power was measured with the lens alone (not implanted) and implanted in a porcine 
lens capsule after the natural lens was removed. All values are within 0.5 D from the 
tabulated power. 
 
 
 
TABULATED AND MEASURED POWER OF INTRAOCULAR LENSES 
Tabulated 
Power (D) 
Measured IOL Power (D): 
Not Implanted 
Measured IOL Power (D): 
Implanted 
17.5 17.4  
18.0 17.9 17.9 
19.0 19.2  
20.0 20.5 20.4 
21.0 21.2 20.7 
26.0 26.3  
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3.8 Bench-Top Testing of Lens for Accommodation 
 
To test the accommodation, a lens was implanted into the ciliary body of a 
cadaver eye. The ciliary body and lens complex was attached to a stretching apparatus 
(Figure 3-14) using cyanoacrylate and the entire assembly was submersed into a tank 
filled with 0.9% Sodium Chloride Irrigation Fluid that contained a fluorescent solute 
(fluorescein). A laser was then positioned outside of the tank so that the beam traveled 
through the central axis of the lens (see Accommodation Test Setup Diagram Figure 
3-20). The lens was then stretched from 0 mm to 5 mm. The beam traveled 4 mm 
vertically across the center of the lens with 100 images taken incrementally showing the 
path of the beam as it passed through the lens. The images of the convergences of exiting 
rays were analyzed using a matlab script. 
 
3.9 Conclusion 
 
The procedure to test an accommodating intraocular lens has been developed. 
This work consists of developing a method to insert and inflate the intraocular lens inside 
a cadaver eye. In addition, the cadaver eye is dissected to remove the focusing 
mechanism. A stretching apparatus is used to actuate the dissected ciliary muscle to 
mimic the natural motion of the ciliary muscle. An optical system consisting of a laser 
scanner is used to ray trace ingoing and outgoing beams through the lens. This data is 
used to find the optical power of the lens. This system provides an automated method of 
testing a lens in a nonaccommodated and accommodated state. The difference in optical 
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power between the two states is found and considered optical power change due to 
accommodation.  
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4 ACCOMMODATING INTRAOCULAR LENS 
 
 
 
 
4.1 Introduction 
 
This chapter develops the requirements for an accommodating intraocular lens in 
terms of patient needs and surgical needs. Based upon these requirements, a lens 
consisting of a valve attached to a fluid-filled silicone bag is proposed and built. The 
valve is used to access the internal contents of the silicone lens for filling and refilling. It 
is characterized by finite element analysis and tested for adequate sealing pressures.  
The lens is then implanted and inflated in porcine and human lens capsules using 
a custom-made lens inserter and fluidics system. Testing is performed on the lens to 
demonstrate accommodation. Methods to tune the lens power are discussed. Finally, 
experiments are conducted to demonstrate feasibility of lens tuning based upon fill 
volume and refractive index adjustment of the filling liquid.  
The results from these experiments demonstrate a lens that can accommodate to 
clinically relevant levels, can be injected through a small incision, and has adjustable 
base power. 
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4.2 Requirements for an Accommodating Intraocular Lens 
 
For an accommodating intraocular lens to be clinically useful to patients, it has 
several surgical and functional requirements. Surgical requirements describe how the 
implant is placed within the eye while functional requirements describe how the lens 
operates as an implanted device. 
Surgically, the accommodating intraocular lens needs to be inserted in a manner 
consistent with current procedures. This allows surgeons to use their current surgical 
techniques to implant the device instead of requiring new training and a learning curve 
for a new device. As described in Chapter 1, a corneal incision diameter less than 3 mm 
is preferable as it leads to less postoperative astigmatism and allows wound closure 
without sutures. In addition, the device is injected through an IOL injector to enable the 
surgeon to deploy the lens in a simple manner. The total time to insert and inflate the 
accommodating intraocular lens should be less than 2 minutes, which is similar to 
existing intraocular lens implantations. In addition, shorter surgical times are correlated 
with better patient outcomes and lower operating room costs. 
Functionally, the lens needs to accommodate at least 2 diopters after implantation. 
In addition, once implanted, the lens needs the correct base power within 1 diopter to 
provide emmetropia. 
Optically, the lens needs to be at least 4.25 mm in diameter to prevent halos or 
light scatter. The lens optical quality needs to match the quality of existing intraocular 
lenses. ISO 11979-2 provides guidance for modulation transfer function (MTF) of a 
monofocal lens, and ISO 11979-3 provides guidance of optical characteristics for a 
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multifocal lens. As an accommodating lens, the MTF should be better than current 
multifocal lenses, although not necessarily as good as a rigid monofocal lens. This is 
because rigid materials and thin lenses allow very high resolution and MTF with 
monofocal lenses. However, with an accommodating lens, some of the optical resolution 
may need to be traded for accommodation ability. 
  To be implanted in the body, the implant must be made of biocompatible 
materials, preferably materials that have already been used for ophthalmic purposes. In 
addition, the lens must be able to be sterilized.   
 
4.3 Overview of Lens Design 
 
The biomimetic accommodating IOL is comprised of the accommodative lens and 
peripheral units. The biomimetic accommodating IOL is designed to mimic the natural 
crystalline lens. This design allows the entire optic to change anterior and posterior lens 
curvature for accommodation (Figure 4-1). 
The optic body is constructed of a thin balloon that is filled after implantation with 
silicone oil through a peripheral injection port (Figure 4-2). This allows the lens to be 
used in small incision surgeries. The periphery of the lens is anchored to the lens capsule 
by a conformal fit.  
The injection port allows addition or removal of the fluid inside the lens after lens 
insertion. The injection port is used during surgery as well as postoperatively to adjust 
base power of the lens to provide accurate and adjustable refractive power. 
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Figure 4-1. Biomimetic accommodating IOL: accommodated (left) and non-
accommodated (right) 
 
  
 
Figure 4-2. The injection port and accommodating intraocular lens 
 
The lens is introduced through a small corneal incision into the lens capsule after 
removal of the natural lens as shown in Figure 4-3. During insertion and inflation, the 
lens sits within an injector with a fluid feed line attached to the lens injection port. After 
the lens is implanted into the lens capsule, the lens is filled with silicone fluid to the 
correct power. The lens inserter has the ability to insert and inflate the lens to the required 
dioptric power after insertion as shown in Figure 4-4. A self-sealing injection port closes 
after removal of the injector (Figure 4-5). This port is resealable and can be accessed for 
either lens adjustment post-implantation or to deflate the lens in the rare case that this 
Injection	  Port 
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should become necessary. Therefore, the port allows postoperative adjustment to obtain 
emmetropia for patients even after the initial implant procedure. 
 
 
Figure 4-3. Insertion of the lens through a small corneal incision. After insertion, the lens 
is filled to the proper volume. 
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Figure 4-4. Lens filled to required optical power after insertion into the lens capsule 
(shown in dotted lines) 
 
 
Figure 4-5. The self-sealing injection port closes once the lens inserter is finished filling. 
This port is accessible after insertion for subsequent adjustments to base power. 
 
The following sections describe the design of the MEMS-enabled self-sealing 
injection port, the lens design, lens assembly, and performance characterization of the 
lens. 
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4.4 MEMS-Enabled Injection Port 
 
The MEMS-enabled injection port was designed to allow inflation after insertion 
of the lens into the lens capsule. In addition, the port was designed for accessibility at a 
later date if more or less fluid inside the lens was required. The requirements of the port 
were to seal at a pressure higher than 1 psi, and to be accessible multiple times.  
This MEMS valve is important because it allows a simpler and safer surgical 
procedure of inserting a deflated lens into the lens capsule before filling the lens. In 
addition, the colored valve allows the surgeon to identify the valve during the 
implantation and inflation procedure. 
Two similar seal designs were examined. The first relied on a self-sealing silicone 
membrane and was used for the accommodating IOL. The second design is intended for 
use in higher-pressure applications. It is based on a composite silicone / parylene design. 
 
4.4.1 Design for Use with Accommodating IOL 
To determine the sealing efficacy of the MEMS valve, a series of various 
thickness membranes were made and tested for leaking pressure after an incision was 
made.  
The resealable micro membranes were fabricated from a USP VI (implantable) 
silicone elastomer to ensure biocompatibility with cells and other media. Thickness of the 
membranes varied from 28 µm to 160 µm and incisions were made with stainless steel 
hypodermic needles ranging from 110 µm to 514 µm. Thin membranes were fabricated 
by spincoating a USP VI silicone elastomer (i.e., NuSil 6015) on hexamethyldisilazane-
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treated silicon wafers. After curing, small sections were cut and peeled from the wafer 
and mounted on a pressure chamber (Figure 4-6). The membranes were fixed between 
two plates with coinciding 1/16 inch diameter holes. An incision was made in the center 
of the membrane with a hypodermic needle. A drop of water was applied to the top side 
of the membrane and pressure was applied to the bottom. Pressure was raised in 0.1 psi 
increments while an observer checked for leakage.  
 
 
Figure 4-6. Pressure chamber used to measure resealable membranes.  
 
Experimental data demonstrated that the sealing/cracking pressure of the membrane 
increased dramatically as the membrane thickness increased (Figure 4-7). For a 210 µm 
incision, leakage occurred at 0.46, 0.86, and 5.74 psi for 28 µm, 105 µm, and 160.5 µm 
thick membranes, respectively. Similarly, smaller diameter incisions held higher 
pressures than larger diameter incisions. In the 160.5 µm thick membrane the 110, 185, 
311, and 514 µm incisions had respective cracking pressures of 11.7, 6.5, 4.9, and 0.6 psi. 
Large displacement finite element analysis was performed in Comsol 
Multiphysics to explain the results. For an example, simulation was performed with a 
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311-µm-long by 1-µm-wide incision on membrane thicknesses of 28, 54.5, 105, and 120 
µm. To increase stability and reduce computation time, one quarter of the circular valve 
was modeled, with symmetry constraints along the radial edges and a free edge along the 
incision (Figure 4-8). The circumferential peripheral edge of the membrane was assumed 
to be clamped at zero displacement and slope. Because the incision was a free edge, it 
was able to move across the symmetry plane, causing negative incision widths. This 
physically represents a compression of the incision. Pressure was varied from 0 to 2 psi in 
0.2 psi increments and the incision width at the top and bottom surfaces of the membrane 
were measured. Finite element analysis showed the top incision continually widening. 
For thicker membranes at low pressure, the lower surface initially underwent a negative 
displacement (negative incision width), which would represent a compression of the 
lower portion of the seal, followed by expansion (Figure 4-9). The pressure required for 
the entire seal open (both upper and lower incision widths greater than zero) was plotted 
next to the experimental data. Simulated data correlated well with experimental data and 
displayed the same trend of increasing rapidly with membrane thickness (Figure 4-10, 
Figure 4-11). Simulated data was slightly lower than experimental data, which is 
consistent with stiction in the membrane seal during the experiments.   
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Figure 4-7. Needle diameter versus sealing pressure for various membrane thicknesses. 
Membrane thickness is listed on the horizontal axis, while sealing pressure is on the 
vertical axis. The differing curves correspond to differing incision diameters, which are 
listed on the right-hand-side legend. 
 
 
 
Figure 4-8. Schematic of finite element analysis boundary conditions 
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Figure 4-9. Simulation of lower edge incision versus pressure. When the incision width is 
positive, the seal is assumed to be leaking. When the incision width is negative, the seal 
is assumed to be sealed. 28 through 160 µm membranes are shown. Both the 28 and 54.5 
µm membranes do not seal at any pressure from these simulations. From observing where 
the lines cross the x-axis, it is evident that the 105 µm seals to 0.7 psi, the 120 µm seals 
to 1.2 psi, and the 160 µm seals to 4 psi. 
 
 
Figure 4-10. Simulated versus experimental cracking pressure of 135 µm incision 
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Figure 4-11. Simulated and experimental data for a 311 µm incision. Based upon this 
data, sealing pressure increases with membrane thickness. Therefore, to allow a factor of 
safety in the valve design, a 250 µm valve was fabricated. 
 
Based on the experimental and simulated data, the thickness of the MEMS refill 
valve was determined to be 250 µm to ensure sealing of the valve at nominal lens 
pressures with a factor of safety.  
 
4.4.2 MEMS-Enabled Injection Port for High-Pressure Applications 
Although not used on the current intraocular lens, further testing of resealable 
membranes was completed for use in other high-pressure applications. The finite element 
analysis of the valves demonstrated that the valve leaks due to deformation of the valve 
surface and the incision. When deformation is too high, the incision goes from 
compression to tension and opens. Therefore, a valve was designed encapsulated in 
parylene to prevent deformation, and hence leakage. In addition, this valve was tested for 
resealing capability. 
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For operation at high pressure, a seal thickness of 250 µm and a 110 µm injection 
needle were used. Additionally, parylene-C was used to encapsulate and reinforce the 
valve. This was intended to reduce deformation of the valve and therefore increase the 
leaking pressure. The periphery of the seal had an outer ring to mechanically retain the 
seal in the parylene (Figure 4-12). Fabrication of the device is shown in Figure 4-13. 
The valve was tested for sealing on both sides. A 110 µm incision was made, the 
valve was mounted on a pressure chamber, 20 psi was applied, and the seal was visually 
inspected for leakage. The valve was flipped and pressure was raised until the valve 
failed. In half the experiments, the valve was set in the nominal configuration first. In the 
other half, it was set in the flipped configuration first.  
In addition, the valve was tested for its ability to seal after multiple insertions. An 
initial 110 µm incision was made. The valve was evaluated for its ability to seal with 10 
psi of water pressure after repeated insertions with a blunt injection needle. The valve 
was tested at least 20 times or until it leaked.  
Four of five tested valves sealed to 20 psi in the nominal configuration, while 
none sealed to 20 psi while flipped. Sealing pressure was 16 +/- 3 psi when the valve was 
in the flipped configuration. Four of the five valves tested were able to reseal 20 times, 
while one leaked after the second re-insertion (Figure 4-14).  
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Figure 4-12. Fabricated valve.  Parylene encapsulates and reinforces a silicone elastomer 
valve. The central section is the injection port. The surrounding annulus is used to retain 
the valve in the parylene. 
 
Figure 4-13. Valve fabrication process  
 
 
Figure 4-14. Injection into fabricated valve  
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This data indicates that parylene can be used to reinforced the valve and increase 
sealing pressure. Pressures over 20 psi were demonstrated with this seal design. Uses for 
a high-pressure seal include microfluidics as well as drug delivery systems. 
 
4.5 Lens Body and Assembly 
 
The lens body is designed to emulate the natural eye. When used with 100 cst 
silicone oil, the dimensions of the lens are a 90% scaled 29-year-old human lens to ensure 
a good fit inside the lens capsule. When used with 1000 cst silicone oil, the dimensions of 
the lens are a 100% scaled 29-year-old human lens. Dimensions for the lens were taken 
from Burd [29].  
The lens is constructed of a silicone elastomer (Nusil, MED4-4210) to mimic 
Young’s modulus of the human lens capsule (1.3 MPa silicone versus 1.5 – 6 MPa in 
human [29]) and capsular thickness (30 µm versus 3 - 21 µm in human [29]).  
This lens body is fabricated by spin coating the silicone elastomer on two molds, 
one corresponding to the anterior half of the lens, the other corresponding to the posterior 
half of the lens. After spin coating, the two halves are clamped/fused together and placed 
in a convection oven to cure. An image of one half of the lens mold is shown in Figure 
4-15. 
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Figure 4-15. One half of the lens mold  
 
The MEMS refill valve is fabricated by molding using the sealing characteristics 
described previously. It consists of a colored silicone molded in a 250-µm-thick SU8-100 
mold. The valve is peeled from the mold, and glued to the anterior segment of the lens 
(Figure 4-16). The valve is placed away from the central 5 mm of the lens to prevent 
visual disturbances. After attaching the MEMS refill valve to the lens, an incision is made 
in the refill valve to allow silicone oil to be injected into the body of the lens after 
surgical implantation. An image of a filled lens is shown in Figure 4-17. 
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Figure 4-16. Fabrication process. The anterior and posterior lens halves are spin coated 
with silicone. Next, the two halves are fused together and the silicone is cured. A MEMS 
refill valve is molded from an SU8 mold and then glued onto the lens for the last step. 
 
Figure 4-17. Lens prototype. The lens consists of a 30 µm silicone elastomer shell fused 
on two halves around the equator. The entry valve (yellow) is used to inject silicone fluid 
into the lens.  
 
 
4.6 Conclusion 
 
An accommodating intraocular lens design, which allows for accommodation, 
tunable base power, and implantation through a small surgical incision, is disclosed. 
Biocompatible materials are used to build the device in the cleanroom. A MEMS-enabled 
refill valve is modeled using finite element analysis and tested for sealing pressure and 
repeated punctures. By fusing the MEMS-enabled refill valve to the lens body, a lens is 
constructed that can be inserted and then inflated. In addition, the internal contents of the 
lens can be accessed at a later date for adjusting power. 
Valve Lens Halves Lens and  
Valve 
Silicone Mold 
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5 LENS MECHANICS 
 
 
 
 
5.1 Introduction 
 
Previous chapters discussed the need and requirements for an accommodating 
intraocular lens, materials that can be used for such a lens, and a lens design that meets 
the requirements. This chapter discusses how the lens functions within the lens capsule. 
To study this, the natural lens is observed in the lens capsule during stretching 
experiments. Next, an artificial lens capsule is developed and stretched in a manner 
similar to tissue. Lens deformation and internal pressures are observed by using a custom 
built Scheimpflug imaging system and pressure monitoring system. Methods to adjust 
base power are explored and the effect of fill volume on accommodation and base power 
is studied in human ocular tissue. A finite element model is made of the lens to compare 
deformation measured with simulation. Finally, lens performance is validated in porcine 
and human eye tissue. 
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5.2 Natural Lens Stretch with Different Capsulotomies 
 
A natural porcine lens was used as the experimental model to determine the effect 
of the capsulotomy on accommodation of the lens. Base power and accommodation of 
the lens were monitored before capsulotomy, after an anterior capsulotomy, and after 
anterior and posterior capsulotomy. The data from this study was used to design the 
surgical incision used with the biomimetic accommodating intraocular lens. 
A natural porcine lens under 7 months of age was mounted into the stretching 
apparatus and evaluated for base power, accommodation level at 3 mm of ciliary muscle 
stretch, and slippage of the lens with respect to the lens capsule. The lens was tested in 
three configurations: no capsulotomy, anterior capsulotomy, anterior and posterior 
capsulotomy. An ink mark extending across the lens and the capsule was used to check 
for lens slippage with respect to the capsulotomy. Any discontinuity in the ink mark was 
indicative of slippage between the lens and lens capsule.  
Base power for the three configurations is shown in Figure 5-1. An increase in 
base power was seen after the anterior capsulotomy was made. Base power increased 
further with both the anterior and posterior capsulotomies. Photographs of the natural 
lens indicated a bulging of the natural lens after the capsulotomy was made (Figure 5-2). 
This bulging from the capsulotomy site changed the curvature of the lens; and therefore, 
changed the base power. The increase in power seen as the capsulotomies were 
performed is consistent with the decreased radius of curvature due to the bulging.  
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Figure 5-1. Base power for several capsulotomies in a porcine lens. Base power increases 
with capsulotomies. This is consistent with bulging of the lens at the capsulotomy site 
seen from photographs of the lens. 
 
 
 
Figure 5-2. Side and top view of the capsulotomy. The lens is seen to bulge from the 
capsulotomy, increasing base power. 
 
Accommodation for the three lens configurations is shown Figure 5-3. 
Accommodation was positive for the natural lens and the natural lens with the anterior 
capsulotomy. However, a negative accommodation was seen with both the anterior and 
the posterior capsulotomy. This indicates that the lens worked in a manner opposite to the 
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intact natural lens. In addition to reverse accommodation, a discontinuity was seen in the 
line crossing the capsule when there was both anterior and posterior capsulotomies 
(Figure 5-4). This indicated a slippage of the lens across the capsulotomy. Therefore, it is 
believed that once the lens has a slip condition with the lens capsule, instead of being 
pulled flat from the tensional forces of the lens capsule, the lens bulges out and increases 
in optical power during stretching. 
No slippage was seen when only the anterior capsulotomy was made. This 
indicates that if there is stiction between the lens and the lens capsule, the lens capsule 
adequately applies a tensional force to the lens, causing it to flatten out. This can occur, 
even if there is a hole in the capsule, such as in the case of a capsulotomy. This is seen 
because accommodation between no capsulotomy and anterior capsulotomy are similar. 
However, if the lens begins to slip across the capsule, it is free to bulge out of the 
aperture with increased pressure and reverse accommodate. This causes an increase in 
optical power, and accommodation in the reverse direction as seen by the natural lens. 
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Figure 5-3. Accommodation levels of a porcine lens with no capsulotomy (left), 5 mm 
anterior central capsuoltomy (middle) and 5 mm anterior and posterior capsulotomies 
(right) 
 
 
Figure 5-4. Arrow marks the discontinuity in ink placed across capsulotomy. This 
indicates a slippage of the lens through the capsulotomy during stretching. 
 
The data taken from the natural lens and the capsulotomy indicates that the 
capsulotomy can interfere with optical performance of the natural lens. This is especially 
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evident when the lens slips across the lens capsule. Here, this is believed to have caused 
reverse accommodation. Therefore, with the biomimetic accommodating intraocular lens, 
a capsulotomy is placed slightly off center. 
 
 
5.3 Artificial Lens Capsule 
 
An artificial lens capsule was developed in order to study lens mechanics in a 
repeatable manner. The capsule is built with a slightly decentered capsulotomy to allow 
insertion and subsequent inflation of the biomimetic accommodating intraocular lens. In 
order to stretch in a manner similar to the existing lens capsule, an equatorial Saturn ring 
is placed on the artificial capsule, with a series of eight holes that attach it to the 
stretching apparatus described in Chapter 3: Measuring Accommodation. By stretching 
the equatorial ring of the lens capsule, the lens capsule deforms in a manner similar to 
tissue mounted in the stretching apparatus.  
An image of the isolated artificial capsule with a lens implanted is shown in 
Figure 5-5. Figure 5-6 shows the artificial capsule mounted to the stretching apparatus 
with no lens implanted and Figure 5-7 has the artificial capsule attached to the stretching 
apparatus with the lens implanted. 
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Figure 5-5. Artificial capsule with lens implanted inside 
 
 
 
Figure 5-6. Artificial capsule attached to the stretching apparatus with no lens implanted  
 
 111  
 
 
Figure 5-7. Artificial capsule in stretching apparatus with lens implanted. Artificial 
capsule is being stretched by jaws in this image. 
 
Although the artificial lens capsule is an approximation of the human tissue, it has 
several advantages. First, because it is fabricated in the cleanroom with controlled 
conditions, the capsule has less variance than surgically dissected tissue. Second, because 
the equatorial ring on the artificial lens capsule is similar from capsule to capsule, and 
mounting holes are cut directly into the capsule itself, there is less variability in mounting 
into the stretching apparatus. In addition, an artificial capsule is robust and allows many 
measurements without degradation of the tissue.  
Due to the increased repeatability of the artificial capsule relative to real tissue, 
refinements in lens design can be tested in the artificial capsule in a more efficient 
manner. Finally, the artificial capsule does not require a donor, saving precious tissue and 
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conserving cost. Therefore, the artificial capsule is viewed as a promising technology for 
future accommodating intraocular lens development. 
The artificial capsule geometry is modeled after a 100% scaled 29-year-old 
human lens capsule. It is made with an equatorial ring with eight holes that attach into the 
jaws of the stretching apparatus. In this manner, it is stretched as shown in Figure 5-7. 
The thickness of the artificial capsule is 60 µm, which is thicker than the natural human 
capsule.  
As shown in Figure 5-8, the artificial capsule is fabricated with a process of spin 
coating and laser cutting. The left side of Figure 5-8 shows the anterior side of the 
artificial capsule fabrication, while the right side shows the posterior side of the artificial 
capsule.  First, the anterior side of the capsule is spin coated and cured. Then, a 
capsulotomy is laser cut into the anterior half of the artificial capsule with a laser cutter. 
Then, the posterior side is fabricated.  First, a thick Saturn ring is spin coated and cured 
outside of the lens area. Then, a second thin layer is spin coated to make the posterior 
lens.  While still uncured, the two halves are pushed together and cured, forming the 
artificial capsule. Finally, a laser cutter is used to place the eight mounting cutouts in the 
Saturn ring. 
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Figure 5-8.  Fabrication for artificial capsule.  Gray corresponds to the lens mold.  Blue 
corresponds to silicone. 
 
5.4 Scheimpflug Camera System 
 
In order to measure the profile of the lens during accommodation a Scheimpflug 
imaging system was made. This system consists of a laser line illumination that is shined 
through the lens to illuminate a cross-sectional view of the lens, and a camera to capture 
the image. An image of the artificial lens capsule and slit illumination source are shown 
in Figure 5-9. 
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Figure 5-9. Slit illumination of the lens in the artificial lens capsule. The laser scatters off 
the edges of the lens and artificial lens capsule, giving an illuminated cross-sectional 
view of the lens and artificial lens capsule. 
 
Ideally, the slit illumination would be viewed from the side and a photograph 
would be taken to obtain all values for the lens geometry. However, the sides of the 
Saturn ring of the lens capsule and the stretching apparatus occlude this view. Therefore, 
the camera is placed at a 45-degree angle to the front of the lens. In order to maintain 
focus along the slit laser path, the image plane of the camera (the CCD sensor) is placed 
at an angle defined by the Scheimpflug principle. In addition, to avoid distortion of the 
back surface of the lens due to the refractive powers of the front surface of the lens, the 
lens is mounted in a liquid with an identical index of refraction. This is accomplished by 
either filling the lens with water (and the tank with water) or matching the index of the 
two using sugar water in the tank. A schematic and photograph of the Scheimpflug 
camera setup is shown in Figure 5-10.  
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Figure 5-10. Schematic (above) and picture (below) of Scheimpflug camera system 
 
The Scheimpflug principle explains why the imaging plane is tilted relative to the 
subject plane. The Scheimpflug principle relates to maintaining an object in focus that is 
not parallel to the lens plane. It states that the intersection of the image plane, object 
plane, and lens plane occur along a line (or point as seen from a bird’s eye view). This is 
shown Figure 5-11. Therefore, the CCD array must be tilted in order to bring the lens into 
focus. 
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Figure 5-11. Scheimpflug principle [84] 
 
Because the subject plane is at an angle to the sensor plane, images from the 
Scheimpflug camera need to be calibrated. This is done by imaging a target consisting of 
a series of square boxes of a known width. Based on this, the scale factor of the camera 
along both the x- and y-axes can be determined. Then, the image can be undistorted and a 
best-fit circle of the anterior and posterior surfaces can be determined using matlab and 
image analysis. The data from the circular fits is used to calculate optical power of the 
system using the thick lens equation. 
To validate the Scheimpflug system, measurements from the laser scanning 
apparatus and the Scheimpflug setup were compared. On the laser scanning apparatus, 
the measured power was determined to be 18.39 diopters, while on the Scheimpflug 
setup, it was determined to be 18.42 diopters, with a difference of 0.03 diopters. This 
indicates that the calibration of the Scheimpflug system was accurate. However, 
subjectively, more variation is seen with Scheimpflug analysis due to the curve fitting 
along the surfaces of the lens. Analysis of the same images can cause variation of the 
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power by up to one diopter with this setup. Therefore, in this thesis, the Scheimpflug 
imaging system was used to determine how the surface geometry of the lens changed, 
while dioptric power values were determined from the laser scanning apparatus. 
 
Table 5-1. Validation of Scheimpflug imaging system 
Measurement Technique Optical Power (D) 
Laser Scan 18.39 
Scheimpflug Camera 18.42 
Error 0.03 
 
In addition to validation, the same lens was stretched both on the laser scanning 
apparatus and on the Scheimpflug imaging system. The results demonstrated similar 
results between the two methods as shown in Table 5-2. Discrepancy between the two 
measurements is due to errors in both imaging systems as well as variation in the lens / 
stretching apparatus during multiple stretches.  
 
Table 5-2. Lens stretching on the laser scanning apparatus and the schiempflug imaging 
system 
 Laser Scan Scheimpflug 
Stretched Power 18.2 18.4 
Unstretched Power 26.9 27.9 
Accommodation 8.7 9.5 
 
Based on the calibration of a lens immediately moved from the laser scanning 
apparatus to the Scheimpflug imaging setup, and separate measurements of 
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accommodation of an implanted lens in the artificial capsule, the Scheimpflug calibration 
was deemed accurate. 
 
Figure 5-12. Images taken from the Scheimpflug imaging system. The lens is shown in 
the accommodated state (left) and not-accommodated state (right). The valve can be seen 
superiorly in both images. 
 
5.5 Pressure Monitoring 
 
A special setup was used to measure internal pressure in the lens. Two testing 
methodologies were used for this. Initially, a catheter pressure transducer, Millar SPR-
524, was sealed inside the lens (Figure 5-13). After calibration of the sensor, pressure 
measurements were taken with respect to fill volume and during accommodation in an 
artificial capsule.   
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Figure 5-13. Top and side view of lens with inserted pressure transducer 
 
To allow for more flexibility of the lens and remove the relatively rigid pressure 
transducer from the wall of the lens, a second design was made (Figure 5-14). A pressure 
transducer was located remotely from the lens, but placed in fluidic connection with the 
lens through a tiny tube, accessing the lens valve. The system was filled with water and 
no air bubbles to allow pressure signals to be transduced through the tube to the remote 
pressure sensor. In addition, all fluid was deemed incompressible, as there was no air in 
the line. This system allowed measurement of pressure while simultaneously monitoring 
the lens profile in the Scheimpflug imaging system. 
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Figure 5-14. Improved method of pressure monitoring 
 
5.6 Lens Biomechanics Data 
 
To monitor pressure and fill volume, two experiments were performed. The first 
used a constant pressure source to apply an air pressure to the internal contents of the 
lens. The lens was cannulated through the incision port. Pressures from 0 to 41 mmHg 
were applied to the internal volume of the lens and the shape of the lens was visually 
monitored (Figure 5-15). The results from this were used to roughly determine operating 
pressures within the lens. In addition, the results were used to validate that sealing 
pressure of the MEMS-enabled refill valve were adequate.  
 
 
Figure 5-15. Inflation of the lens at different pressures. At maximum inflation, the lens is 
at an internal pressure of 41 mmHg. 
 
! !
5 mmHg 21 mmHg 41 mmHg 0 mmHg 
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To improve upon this data, pressure versus fill volume was monitored using the 
inserted pressure transducer (Figure 5-13). First, the lens was first evacuated. Then, water 
was injected into the lens through the refill valve in known increments. Pressure was 
monitored at each fill volume (Figure 5-16). The average slope in the linear region (90 to 
140 µL) was determined to be 0.33 mmHg/µL. 
 
 
Figure 5-16. Pressure versus volume for the inserted lens transducer for 8 trials. This 
graph shows the maximum (red) and minimum (blue) pressures seen by the pressure 
transducer. The blue dotted line indicates the average pressure. 
 
 
Next, pressure data from the initial implanted pressure transducer was taken with 
the lens implanted in the artificial capsule in non-stretched condition (stretch = 0 mm) 
and then sequentially stretched to a maximum value. Data is shown in Figure 5-17. 
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Figure 5-17. Lens pressure change during accommodation 
 
Pressure change was between 1.7 and 2.3 mmHg at full stretch minus initial 
stretch. Also, as noted in the Figure 5-17, some hysteresis was seen when the lens was 
stretched and then unstretched. This may be due to mechanical hysteresis in the stretching 
apparatus itself, which was not accounted for in these experiments. 
To improve upon these results, a remote pressure sensor was used as shown in 
Figure 5-14. Data with this setup was used with the artificial capsule and Scheimpflug 
imaging system to measure geometric changes in the lens with pressure simultaneously. 
Because the pressure transducer was remote to the lens itself, there was minimal 
interference between the pressure transducer and the lens itself during stretching.  
The lens was placed in the relaxed position and pressure and geometric data were 
measured. Then, the lens was stretched and data was collected again. A total of 10 trials 
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were completed with the same lens and artificial capsule during measurement. Data is 
shown in Table 5-3.  
 
Table 5-3. Lens dimensions, optical properties, and pressure during stretching in artificial 
capsule. Data reported as average +/- one standard deviation (n=10). 
Geometric Properties 
 Not Stretched Stretched Not Stretched –  
Stretched 
Anterior Radius of 
Curvature (mm) 
4.4 +/- 0.1 6.0 +/- 0.4 -1.6 
Posterior Radius of 
Curvature (mm) 
4.8 +/- 0.1 6.4 +/- 0.2 -1.6 
Thickness (mm) 4.5 +/- 0.1 4.1 +/- 0.1 0.4 
Optical Properties 
 Not Stretched Stretched Accommodation 
(Not Stretched – 
Stretched) 
Anterior Surface 
Power (D) 
15.8 +/- 0.4 11.5 +/- 0.8 4.3 
Posterior Surface 
Power (D) 
14.3 +/- 0.3 10.8 +/- 0.3 3.5 
Lens Power (D) 30.1 +/- 0.3 22.3 +/- 0.8 7.8 
Pressure Differential (mmHg)  
Stretched Pressure – Not Stretched Pressure 
4.2 +/- 0.5 
 
From Table 5-3 we can see that the lens accommodates in the expected manner. 
As the lens is stretched, the anterior and posterior radii of curvature increase and reduce 
the optical power of the surface. This is similar to the natural accommodation 
mechanism, where the lens takes a relaxed / not stretched form with a higher optical 
power (and smaller radii of curvature). When the lens is stretched by the zonules and lens 
capsule, the radii of curvature increases and optical power decreases. For the natural lens, 
both anterior and posterior surfaces contribute to accommodation in a similar manner to 
the mechanism seen with this lens. Thickness of the lens decreases in a manner similar to 
 124  
 
what is seen in the natural lens. For example, 4.2 mm change in thickness of this lens is 
similar to the 0.34 mm change for a 6 diopter from a 29-year-old female subject seen by 
Dubbelman (values interpolated from graph) [13] and the 0.31 mm change for a 6 diopter 
stimulus with 29-year-old subject seen by Brown [85].  
Table 5-3 further shows that the anterior surface of the lens contributes more to 
the accommodation than the posterior surface (4.3D for the anterior surface versus 3.5D 
for the posterior surface). This is also seen with the natural human lens. 
The ability to monitor pressure differential gives data not directly measured from 
a natural lens. Measured values of 4.2 mmHg are similar to previous measurements from 
the implanted pressure transducer. Discrepancies between the two measurements are 
most likely due to the effect of the rigid catheter pressure transducer interfering with the 
lens / artificial capsule during stretching.  
In summary, Scheimpflug data demonstrates that the lens accommodates in a 
manner similar to the natural lens. Both anterior and posterior radii of curvature 
contribute to the accommodation mechanism, with the anterior surface contributing more. 
The thickness change in the lens is similar to thickness changes seen with the natural lens 
from previous studies with similar accommodation levels. This is expected as the lens is 
meant to work with the existing accommodation anatomy in the eye. This study also 
provides insight into the pressures exerted by the lens capsule by extrapolation from the 
artificial capsule. During accommodation, average pressure increases in the artificial lens 
are seen to be 4.2 mmHg. This data may be used with future studies and modeling of the 
natural lens to better understand the natural accommodation mechanism, which remains 
an object of active research. 
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5.7 Base Power Adjustment 
 
The base power of the accommodating intraocular lens can be adjusted, or tuned, 
by adjusting volume of the intraocular lens, changing the index of refraction of the filling 
liquid, or using a secondary lens. Here, the effect of lens volume and fluid refractive 
index are evaluated relative to lens power. In Chapter 6: Lens Optimization, the base 
power is altered using a secondary lens. 
To understand how these methods work for tuning base power, the thin lens 
equation for the power of the lens is described below 
Power = 1f =
nlens ! nmedia
nmedia
1
R1
!
1
R2
"
#
$
%
&
'  
where f is the focal length of the lens in the media, nmedia is the refractive index of the 
media, nlens is the refractive index of the lens, and R1 and R2 are the radii of curvature of 
the surfaces of the lens. These dimensions are also shown in Figure 5-18. 
 
Figure 5-18 Lens diagram 
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From the thin lens equation, it is evident that adjusting the index of refraction will 
cause the base power to change. In addition, changing the inflation volume changes R1 
and R2 and therefore the total lens power. It is important to note that the thin lens 
equation here is different than the lens equation described by ISO 11979-2, which does 
not include nmedia on the denominator. 
 
5.7.1 Power Adjustment with Fill Volume 
To determine how fill volume effects lens power, the lens was filled while lens 
power was monitored. A series of four distinct fill weights were measured, between 130 
to 160 µg. At each fill weight, the lens power was measured two times at each position, 
and the average power was computed. A plot of lens power versus fill weight from the 
experiment is shown in Figure 5-19. 
 
Figure 5-19. Lens power versus fill weight 
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The data demonstrates a linear increase in optical power with fill weight. Linear 
regression of the slope gave a power change of 0.11 diopters per µg of fill volume (0.11 
D/µL). Here data is presented with respect to ISO 11979-2 as described earlier. 
Although this demonstrates the ability to adjust lens power by increasing or 
decreasing lens volume, it is ultimately limited by the lens and ocular geometry. When 
the lens is not entirely filled, it will no longer be taut and wrinkles may form. This causes 
a lower level of fill volume capability. In addition, the lens volume can only be as large 
as the lens capsule allows. A grossly oversized lens could cause damage to the cornea, 
iris, or lens capsule.  
 
5.7.2 Power Adjustment with Refractive Index 
To determine the effect of lens power relative to liquid refractive index, the base 
power of the lens was monitored as the index of refraction of the filling liquid was 
changed. To tune the optical power of the filling liquid, sugar water with various 
concentrations of sugar were made. Refractive index of the fluid was measured with an 
auto-refractor before filling the lens. After filling, the lens power was measured. 
Throughout these experiments the weight of the lens was maintained constant within +/- 
2 µg.  
Data from the experiment is shown in Figure 5-20. The trend in power versus 
refractive index demonstrates that the power changes from 24 D at a fluid index of 
1.3836 to a power of 42 D with a fluid index of 1.4514. Some scatter in the data is seen. 
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This is most likely from tilt error while mounting the lens as power was measured. 
However, this data demonstrates that the ability to tune power based on refractive power 
is much larger using refractive index tuning than fill weight. In addition, this technique 
places little if any geometrical constraints on the lens, as it is possible to fill to the 
appropriate volume and then adjust based on filling fluid. 
  
 
Figure 5-20. Lens power versus refractive index of filling media 
 
5.8 Accommodation Versus Fill Volume  
 
To understand the relationship between fill volume and accommodation, a series 
of six lenses were implanted into six distinct human lens capsules and fill volume versus 
accommodation was measured. The tissue was mounted in the stretching apparatus at a 
given lens fill volume. The accommodation level was measured. Then, the MEMS-
enabled refill valve was accessed, additional fluid was added, and accommodation was 
measured again. This continued until the tissue was damaged.  
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To determine exact fill volume at each point, it was necessary to weigh the lens at 
the end of the trial and divide the fill volumes equally between the initial and final fill. 
This is because some fluid may have been released while accessing the MEMS-enabled 
refill valve multiple times. To justify this, the base power was monitored at the various 
fill volumes. Base power increased linearly with fill volume for all but one trial (Figure 
5-21). For this outlier, it is possible that the lens was positioned in the capsule in a tilted 
manner. Because base power is proportional to fill volume, a linear trend indicates that 
fill volume is increasing in a linear manner. 
Figure 5-21 shows base power versus percentage fill. The lens is assumed to be 
100% full when no wrinkles or surface irregularities are seen on the lens surface. All 
weights on the x-axis are normalized to this weight. 100% full corresponds with 125 µL. 
When the one outlier is removed that did not increase power with fill volume, the average 
slope for base power is 0.1D per µL fill. This corresponds well with measurements 
implanted in the human lens capsule, which had a value of 0.1D per µL. 
Percent maximum accommodation versus percent fill is plotted in Figure 5-22. 
Samples with poor convergence were removed from both Figure 5-21 and Figure 5-22 as 
their laser scans did not produce readable results. Therefore, few samples are seen in the 
poor convergence region of both graphs.  
As the fill volume reaches 100%, an area of high accommodations is seen. This 
extends approximately to 120% (150 µL) fill. In this region, all samples reach maximum 
accommodation levels. As fill is increased further, accommodation amplitude lowers. 
This is believed to be due to high tension in the wall of the lens, which prevents the lens 
capsule from being able to deform it. 
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Figure 5-21. Base power versus percent fill for six implanted lenses. Three regions, based 
on findings from % max accommodation vs. percent fill are identified on this graph. Poor 
convergence is identified as an underfilled lens, and beam rays often stray in this area. 
Max Accom. refers to an area of maximum accommodation. Decreasing accommodation 
is seen at higher fill levels. 
 
 
Figure 5-22. Percent of maximum accommodation versus percent fill for six implanted 
lenses 
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This data can be used to determine the amount of base power that can be adjusted 
on the lens while maintaining adequate accommodation. As the maximum 
accommodation region is approximately 25 µL (125 µL to 150 µL) and base power varies 
0.1D per µL, the maximum adjustment of base power while maintaining maximum 
accommodation levels is 2.5 diopters. 
 
5.9 Finite Element Modeling of Lens 
 
A finite element analysis was completed to compare with results seen by 
Scheimpflug imaging. To reduce computation time an axisymmetric model was used in 
Comsol 4.2. The geometry of the lens was taken from Scheimpflug images in the non-
stretched condition. Then, the lens was stretched by applying force to the artificial 
capsule in the model. 
A 576 element mesh is shown Figure 5-23. The axis of symmetry lies at 0 mm. 
The lens and lens capsule are modeled in a stiction condition and are therefore modeled 
together. This boundary condition is extrapolated from the natural lens experiments 
where the lens does not slide relative to the lens capsule. 
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Figure 5-23. Finite element analysis mesh. Vertical and horizontal dimensions displayed 
as 10-3 m. The midpoint of the lens is held with an axisymmetric constraint. A fixed 
displacement is applied to the artificial capsule, as shown by the arrow. The inside of the 
lens is modeled as an ideal gas. 
 
 
For accurate results, the FEA model has geometric nonlinearities to allow for the 
large deformations seen by the lens. In addition, the internal contents of the lens are not 
meshed. This is to improve stability of the model and reduce computation time. Large 
deformation for mesh elements often causes inversion of the mesh elements. In addition, 
even when a Poisson ratio is close to 0.5 (e.g., 0.495), internal volume of the model was 
found to deviate from the initial internal volume. Therefore, to solve both of these 
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problems, the internal volume was maintained almost constant by modeling it as a gas. 
The gas applies pressure to the internal wall of the model based on minute changes in 
volume. In response, the model equilibrates at an almost isovolumetric solution with few 
mesh elements. 
For an ideal gas in an adibiatic state, pressure is given by !!! = !!! ! = !!! ! 
where P is pressure, Po initial pressure (atmospheric pressure), !! is initial density, ρ is 
density, Vo is initial volume, and V is volume. To find the change in pressure due to a 
volume deformation the prior equation can be used to find the pressure on the internal 
wall of the lens 
 
∆! = ! − !! =   !!    !!! ! − 1  
 
Although an incompressible liquid model is more appropriate than a gas model 
for the internal volume of the lens, modeling the internal environment as incompressible 
was found to prevent convergence of the solution. This is explained by the large forces 
the incompressible liquid plays when the model converges. Any small deviation in 
volume from normal deformation of the lens leads to extremely large forces. In an 
iterative solver, this makes the solutions unstable and therefore, prevents solutions. 
However, an ideal gas maintains internal volume while keeping solutions stable. 
To physically find the internal volume without a mesh, a boundary integral is 
calculated by applying Stokes theorem.  
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where the boundary integral is calculated across the inner curve of the lens. The boundary 
conditions are shown in Figure 5-24. Note that an integral is not required at the r=0 
position because the integrand πr2 is equal to zero when r=0, and hence the line integral is 
equal to 0 at that point.  Therefore, all integration can be taken along the internal lens 
wall. 
 
 
Figure 5-24. Mesh with boundary conditions. Pressure is applied based on volumetric 
changes of the lens volume. Lens volume is calculated with a boundary integral across 
the inner surface of the lens. 
 
To calculate the power of the lens, the thick lens equation is applied to the 
anterior and posterior surfaces of the lens. To find curvature, a best-fit circle fit is 
determined across the central 4 mm of the lens using a matlab script. 
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Qualitative data from the finite element model and Scheimpflug images is shown 
in Figure 5-25. Quantitative data is presented in Table 5-4 for dimensions and pressure is 
presented in Table 5-5. 
 
 
Figure 5-25. Finite element model versus raw images for non-stretched and stretched 
condition 
 
Table 5-4. Comparison of Scheimpflug imaging and finite element analysis for lens 
stretching 
 Not Stretched Stretched 
 Anterior 
ROC 
(mm) 
Posterior 
ROC 
(mm) 
Thickness 
(mm) 
Anterior 
ROC 
(mm) 
Posterior 
ROC 
(mm) 
Thickness 
(mm) 
Scheimpflug 6.16 5.26 4.4 8.04 5.33 4.0 
Finite Element 6.16 5.26 4.4 8.03 5.22 4.1 
Error 0 0 0 0.01 0.11 0.1 
 
Table 5-5. Pressure of lens versus finite element simulation. 
 Accommodation Pressure 
(mmHg) 
Lens Measurement 3.8 
Finite Element Simulation 2.5 
Error 1.3 
 
As expected, the unstretched condition has 0 error between finite element and 
Scheimpflug analysis. This is because the solid model is based from the images of the 
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Scheimpflug analysis in the non-stretched condition. For the stretched condition, errors in 
the dimensions between the two models are small. The anterior radius of curvature 
(ROC) is within 0.01 mm, the posterior ROC within 0.11 mm, and the thickness within 
0.1 mm. Pressure is similar, with a 1.3 mm deviation between the lens measurement and 
the finite element analysis.  
Based upon these results, there was good correlation between finite element 
analysis simulation and actual measured values from Scheimpflug imaging. The largest 
discrepancy was found in a 1.3 mmHg measurement difference in internal pressure from 
the finite element and the lens measurement. This indicates that even pressure 
measurements are within the same range for the model and the actual lens. Dimensional 
measurements were within 0.11 mm. 
 
5.10 Experimental Validation of Design in Porcine and Human Tissue 
 
Lens accommodation was validated first in porcine eyes and secondly in human 
eyes. Human tissue is used as it ensures that physiologic forces are applied to the lens 
during deformation. However, with human tissue, there is more variation due to the 
condition of the tissue and the surgical technique. Therefore, these techniques are less 
repeatable than using the artificial lens capsule. Test methods for monitoring 
accommodation and mounting tissue are presented in Chapter 3: Measuring 
Accommodation.  
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5.10.1 Porcine Eye Validation 
When implanted in porcine eyes, the power of the biomimetic accommodating 
intraocular lens is shown to decrease as the ciliary muscle was stretched (Figure 5-26). 
This is consistent with the action of the natural human lens. The lens accommodation is 
taken as the power with the lens not stretched minus the power of the lens while stretched 
at 4 mm. Two data points for accommodation were taken. The first is the initial 0 mm 
stretch minus the power at 4 mm stretch. The second is the power at the second 0 mm 
stretch minus the power at 4 mm stretch. Error bars correspond to the maximum and 
minimum accommodative powers recorded from this stretch.  
Average lens accommodation of the implanted lenses is from 2.5 to 10.5 diopters. 
More variation in accommodation is seen at the higher accommodative amplitudes, which 
is indicated with the error bars.  
  
 
Figure 5-26. Accommodation amplitude versus trial number for four implanted lenses 
stretched at 4 mm diameter. Average accommodation levels of 2.5, 3.3, 3.6, and 10.5 
diopters were seen in the four implanted lenses. 
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5.10.2 Human Eye Validation 
To validate the device in human eyes, accommodation was measured as described 
in Chapter 3, Measuring Accommodation. Eight trials were carried out with different 
eyes and different implants. All results demonstrated higher than 2 diopters of 
accommodation. A table of results is shown in Table 5-6. 
 
Table 5-6 Accommodation levels from 8 human lens implant trials with 5 mm ciliary 
muscle stretch 
Test 
Number 
Average 
Accommodation (D) 
1 2.5 
2 2.4 
3 5.0 
4 4.0 
5 4.4 
6 2.7 
7 5.7 
8 3.4 
 
In addition, a series of five human lens implants were tested at a ciliary muscle 
stretch of 3 mm to ensure adequate accommodation, even at lower stretch levels (Table 
5-7). Similar to the 5 mm stretch, all accommodation levels were over 2 diopters of 
accommodation. 
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Table 5-7 Accommodation levels from five human lens implants with five distinct lenses. 
Ciliary muscle stretched to 3 mm to ensure accommodation even under lower stretch 
levels 
Test 
Number 
Average 
Accommodation (D) 
1 6.5 
2 6.2 
3 2.8 
4 2.6 
5 2.4 
 
The results of these experiments demonstrate that the accommodating intraocular 
lens has the capability to accommodate when implanted into human tissue in an ex vivo 
stretching apparatus. As this is the best ex vivo setup, the next steps of accommodation 
testing include validating accommodation in an animal model. 
This work objectively demonstrates the focusing ability of a fluid-filled 
biomimetic accommodating intraocular lens enabled by a MEMS refill valve in a porcine 
and human eye. In all cases, the focusing levels are significant for alleviation of 
presbyopia. The minimum and maximum accommodative amplitudes correspond to the 
focusing ability of 49 and 18-year-old lenses, respectively, from the porcine lens implants 
[17]. For the human lens implants focusing ability corresponded to a maximum age of 
49- and minimum age of 33-year-old lenses. 
Variability in the data is most likely due to discrepancy in age and condition of 
eyes, surgical implantation procedure, and lens-to-lens variation. However, by 
objectively demonstrating accommodation ability, this work validates the feasibility of a 
biomimetic accommodating intraocular lens enabled by a MEMS refill valve.  
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5.11 Conclusion 
 
To understand the mechanism of action of the biomimetic intraocular lens, first 
the relationship between the lens capsule and the natural lens were examined. When a 
capsulotomy was placed centralized and the natural lens was allowed to slip across the 
capsultomy, reverse accommodation was observed. Therefore, based upon this 
knowledge, a slightly decentered capsulotomy was used with the biomimetic 
accommodating intraocular lens. 
Next, a Scheimpflug imaging system, pressure monitoring system, and artificial 
lens capsule were designed and made to allow precise measurements of the lens during 
accommodation. These values were used to determine that the accommodating IOL acts 
in a similar manner to the natural human lens. Similarities include both sides of the lens 
contributing to accommodation with more curvature change on the anterior, similar 
changes in thickness between the IOL and the natural lens, and accommodation in a 
manner consistent with the natural lens. Pressure data during accommodation gives a 
glimpse into how the natural lens works. 
Methods to accurately tune base power were demonstrated by adjusting fill 
volume and refractive index of the filling liquid. Then the effect of fill volume on base 
power and accommodation levels was determined. Base power was seen to increase in a 
linear manner with fill volume. In addition, three regions of lens performance were 
found, one corresponding to poor optical quality and under-filling the lens, a maximum 
region of accommodation, and reduced accommodation. These levels limit the amount of 
base power adjustment on the current lens while maintaining accommodation. 
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A finite element model of the lens was made based upon a shell mesh of the lens. 
The internal environment of the lens was modeled as an ideal gas and pressure associated 
with any volumetric changes was applied along the inside of the lens. Results from this 
correlated well with images captured on the Scheimpflug imaging system. 
Finally, validation of the accommodating intraocular lens was completed in an ex 
vivo stretching apparatus in both porcine and human eyes.  
Based upon these results, this lens has the potential to be used after a natural 
clouded lens is removed in cataract surgery. Unlike currently FDA approved lenses, this 
lens has the potential to restore youthful accommodation levels with the capability of 
adjustable base power for high acuity vision.  
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6 LENS OPTIMIZATION 
 
 
 
 
6.1 Introduction 
 
This chapter describes how knowledge of lens function can be used to optimize 
lens design. A thin lens formula is presented and analyzed for lens power change due to a 
shape changing IOL. Based on the equation, a high index of refraction lens is presented 
as a method to achieve higher accommodation levels. In addition to high accommodation 
levels, base power is also increased for this high index of refraction lens. Therefore, a 
second dual lens is proposed. The dual lens has a diverging lens located inside the 
accommodating intraocular lens. The diverging lens is used to reduce base power of the 
lens, while the high index of refraction lens is used to provide high accommodation 
levels. In this way, both high accommodation and accurate base power can be achieved. 
In addition, the internal IOL can be customized for different refractive outcomes. 
Therefore, by changing the internal IOL, the base power of the lens can be modified 
while maintaining the same lens geometry and same filling fluid. 
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6.2 High-Index Lens 
 
Prior chapters discussed the deformation of the lens in the lens capsule during 
accommodation. Based on a given shape change of the lens, accommodation can be 
changed by altering the refractive index of the lens itself. As described in Chapter 5, for a 
thin lens the lensmaker’s formula is 
 
Power = 1f =
nlens ! nmedia
nmedia
1
R1
!
1
R2
"
#
$
%
&
'  
 
Therefore, for a shape changing lens, change in accommodative power (Accom) can be 
approximated relative to the change in surface curvatures of the lens.  
Accom = nlens ! nmedianmedia
1
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&
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If we take shape change as a constant, then by using a higher-index lens, the 
accommodation can be increased. Data collected from two lenses, one with a refractive 
index of 1.4 and one with a refractive index of 1.47 is shown in Table 6-1. 
 
Table 6-1. Accommodation power for lenses with two different refractive indicies 
Artificial Capsule: 
Accommodation Levels 
n=1.4 fluid (one trial) n=1.47 fluid (three trials) 
8.7 diopters 22.8 diopters 
  
Because nmedia is 1.336, nlens – nmedia is equal to 0.064 for the n=1.4 fluid, while it 
is equal to 0.134 for the n=1.47 fluid. Therefore, nlens – nmedia is 2.1 times larger for the 
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n=1.46 fluid. From the accommodation power equation, accommodation is estimated to 
be approximately 2.1 times larger with this lens. The actual accommodation value for the 
n=1.47 fluid is 2.6 times larger. The difference between theoretical and measured values 
is likely from differences between the two lenses, two artificial lens capsules, and 
variation in the stretching between the two setups. However, a large increase in 
accommodation, close to 2.1 times higher, is seen when higher-index lenses are used, 
which corresponds to theory. 
By using a high-index lens alone high accommodation amplitudes can be realized, 
but this is at the expense of a high base power. From the thin lens equation, it can be seen 
that the base power is also 2.1 times larger. Therefore, to utilize this concept for 
accommodation, there must be a method to reduce overall lens power. 
 
6.3 Base-Power-Corrected High-Index Lens 
 
To reduce base power of the lens and still maintain high accommodation levels, a 
dual lens system was designed. The outer lens was designed identically to the current 
biomimetic accommodating IOL. The internal lens was designed as a diverging lens to 
lower overall lens power.  
A cross section schematic of the lens is shown in Figure 6-1. A diverging lens is 
placed inside the biomimetic accommodating IOL by attaching it to the equator of the 
lens. As in the previous designs, fluid is injected into the lens with a MEMS-enabled 
refill valve. To provide fluidic continuity between the anterior and posterior halves of the 
lens, a series of pass-through holes are made.  
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Figure 6-1. Cross section of a dual lens. The biomimetic accommodating IOL shell 
encases a diverging lens, which is attached to the lens along the equator. A refill valve 
allows fluid to flow into the anterior portion of the lens. Fluid pass-through holes allow 
fluid to go from one side of the lens to the other side. 
 
A side view of a dual lens is shown with corresponding indices of refraction in 
Figure 6-2. The outer portion of the lens with the converging anterior and posterior 
surfaces corresponds to the shape of the biomimetic accommodating IOL. Change in 
shape of these surfaces provides a high level of accommodation due to the high index of 
refraction of the lens. To correct for base power, a lens inside the accommodating IOL 
acts as a negative power, or diverging lens. Although the internal lens has convex 
surfaces, the overall power is negative because it has a lower index of refraction (n=1.4) 
than the surrounding liquid (n=1.47). 
A simplified ray diagram of the dual lens is shown in Figure 6-3. Parallel rays 
enter from the left and are converged by the anterior surface of the lens. The diverging 
lens acts to expand the rays, reducing power of the lens. As the rays pass across the 
posterior surface of the lens they are converged by the power of the posterior surface of 
the lens. 
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A Scheimpflug image of the lens in stretched and not stretched condition is 
captured in Figure 6-4. Using the index of refraction of the filling fluid and the anterior 
and posterior curvatures of the lens, the theoretical power of the lens without the 
diverging lens is calculated. Next, the total lens power with the diverging lens inserted 
was measured using the scanning laser. The calculated negative power of the diverging 
lens was calculated from these two values in Table 6-2.  
From Table 6-2, high accommodation levels are seen. Before the diverging lens is 
accounted for, the stretched power is 27.5 D, while after the diverging lens is accounted 
for, the base power is 16.0 D. Therefore, the diverging lens accounts for -11.5 diopters of 
power when the lens is in the stretched position. Likewise, the unstretched power is 
lowered from 48.2 D to 37.8 D because of the diverging lens.  
 
Figure 6-2. Two part lens. The anterior and posterior converging lens surfaces are used to 
change optical power during accommodation. To lower base power, a diverging lens is 
located in the center of the liquid-filled lens. 
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Figure 6-3. Simplified ray trace through dual lens. The converging lens anterior surface 
acts to converge the light path. The diverging lens expands the beam. The converging 
lens posterior surface finishes focusing the light. 
 
 
Figure 6-4. Scheimpflug image of dual lens in the not-stretched and stretched condition. 
The anterior surfaces are distorted from the Scheimpflug imaging system because the 
dual lens is not index matched with the surrounding water bath. To compensate, images 
are taken from both the anterior and posterior sides of the lens. 
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Table 6-2. Dual lens power as assessed by laser scan and theoretical power without the 
internal diverging lens. Based on these two values, the diverging power of the lens is 
determined. 
 Stretched Not-
Stretched 
Accommodation 
Total Lens Power by 
Laser Scan (D) 
16.0 37.8 21.8 
Theoretical Power 
without the Internal 
Diverging Lens (D) 
27.5 48.2 21.9 
 
6.4  Conclusion 
 
A refined lens design was prototyped and tested based on prior lens 
measurements. This used a high index of refraction to provide high accommodation 
levels. However, to adjust base power appropriately, a second, internal lens was made. 
The overall system was considered a dual lens system. The internal diverging lens was 
seen to reduce base power and provide clinically relevant base powers. The outer shell 
with high index of refraction provided high accommodation levels.  
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7 CONCLUSION 
This work presents a possible solution for presbyopia.  A medical device has been 
proposed based upon clinical knowledge of the anatomy and physiology of the lens, the 
medical course of presbyopia, and the surgical procedure for lens replacement.  The 
fundamental requirements of the device include: the ability to focus using the natural 
neural circuitry and anatomy of the eye, intraoperative and post-operative refractive 
adjustment, minimal surgical incisions to prevent postoperative astigmatism and reduce 
recovery time, long-term biocompatibility, and high visual acuity.  
Based upon these requirements, an inflatable intraocular lens is proposed that 
mimics the youthful human lens. Materials for the device were selected for 
biocompatibility and reliability.  Processing of the materials was characterized in terms of 
viscoelastic properties. Processing was optimized for repeatable results.  
To validate the design, a method to test accommodating intraocular lenses was 
developed.  This testing methodology relied on human tissue to maintain forces and 
anatomy similar to the forces observed from a live implantation.  This test setup was used 
to demonstrate repeatable accommodation ability of the lens.   
To fully explain the biomechanics of the lens, the lens was imaged during 
simulated accommodation experiments. Lens measurements were compared with 
biometric measurements of the natural lens.  This demonstrated that the lens acts in a 
manner similar to the youthful crystalline lens.  
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Based upon knowledge of the lens mechanics, improvements to the lens were 
made to increase accommodative amplitudes. Prototypes of these devices were built and 
efficacy was determined from testing.  
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APPENDIX A: Biological Testing Data, MED4-4210 
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APPENDIX B: Index of Silicone Elastomer Testing, MED4-4210 
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